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Medtronic, Ing,

Additional information av.altable for the InterStim Therapy system
Documents packaged with this product:
For therapy-specific information, refer to the Indications Insert.

For Infermation regarding device compatlbility, refer to the System Overview and
Compatlibility insert.

For information on the clinical study results for InterStim Therapy and for a
complete summary of adverse events, refer to the Clinical Summary.

For warranty information, refer to the Limited Warranly and Special Notice Insert.

Documents packaged with the clinician programmer software application card:

* For neurostimulator selectlon, battery longevity calculations, and specific
neurostimulator specifications, refer to the System Eligibitity, Battery l.ongevity,
Specifications Reference Manual.
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Contraindications

Implantation of an InterStim neurostimulation system is contraindicated Jor the following
patients: ’

= Patients who have not demonstrated an appropriate response 10 tast stimulalion; or

* Patients who are unable to operate the neurostimulator.
After implantation of any systam component, the following contraindication applies:
Diatharmy — Do not use shortwave diathermy, microwave diathermy, or therapeutic
ultrasound diathermy {all now referred to as diathermy) on patients implanied with a
neurostimulation systam, Energy irom diathermy can be transferred through the implanted
systarn and can cause lissue damage at the location of the implanted electrodes, resulting
in savere injury or death. For more information about diathermy refer to Table 1 on page 6
and to "Appendix A: Electromagnetic interference” beginning on page 15.

Warnings

Electromagnetic interference (EMI)

Electromagnetic interfarenca is a field of energy generated by equipment found in the home,
work, medical, or public environments thal is strong encugh ta interfers with neurostimulator
function. Neurgstimutators include features that provide protection from electromagnetic
interfarance. Most electrical devices and magnels encountered in a normal day are untikely
to affect the operation of a neurostimulator. However, sourcos of strong electromagnetic
interference can result in the following:

* Serious patient injury or death, resulling from heating of the implanted components
of the neurcstimulation system and damage to surrounding tissue.

= System damage, resulting in a loss of or change in symplom contro! and requiring
surgical replacemant,

* Operational changes to the neurostimulator, causing it o turn on or off {particularly
in Model 3023 Neurostimulators, which are enabled for magnet use), or o resel 1o
power-on-resel (POR) settings, resulting in loss ol stimulation, return of symploms, and
in the case of POR, requiring reprogramming by a clinician,

* Unexpecled changes in stimulation, causing a momentary increase in stimulation or
intermittent stimulation, which some patients have described as a jolting or shocking
sensation. Although the unexpected change in stimulation may feel uncomicrtable, it
doss not damage the device or injure the patient directly. In rare cases, as a result of
the unexpected change in stimulation, patients have fallen down and been injured.

Fer information en sources of EMI, the effect of EM! on the patient and the neurostimu!ation
systam, and instructions on how to reduce the risks lrom EMJ, refer to Table 1 on page 6,
and "Appendix A: Electromagnetic Interference” beginning on page 15.

For information about the effects of EMI on programming, refer lo *Telemetry signal
disruption from EMI” beginning on page 8.

Information for Prescribers English 5
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‘Case Damage

If the neurostimutator case is ruptured or plarced due fo cutside forces, savera burms could
result from exposure to the battery chemicals.

Effects on other implanted devices

The neurostimulation system may affect the operation of ather implanted devices, such as
cardiac devices, other neurostimulators, and implantable drug pumps. Physical proximity
may cause sensing problems and inappropriate device responses. Clinicians involved with
both devices should evaluate any potential intetference problems befora surgery. Careful
programming of each system may be necessary to optimize the patient's benafit from each
devica. . .

Neurostimulator interaction with implanted cardiac devices

When a patient's medical condition requires both a naurostimulator and an implanted
cardiac device {eg, pacemaker, defibrillator), clinicians involved with bath devices (sg,
neurologist, neurosurgeon, cardiclogist, elactraphysiologist, urclogist, urogynecalogist,
cardiac surgeon) should discuss the possible interactions batween the devices before
surgery. To minimize or prevent the effects described below, implant the davices on opposite
sides of the body and feliow any additiona! instructions.

= Defibrillation therapy from an implanted defibrillator may damage the neurostimulator,

* The electrical pulses from the neurostimulation system may interacl with tha sensing
operation from cardiac devices and could result in an inappropriate response of the
cardiac devices. To minimize or prevent the cardiac device from sensing the
neurostimulater cutput, program the neurostimulator to a bipolar configuration and toa
minimum rate of 60 Hartz. Program the cardiac device $o bipolar sensing.

See also: “Programmer interacticn with ather active implanted devices" beginning on
page 8.

Precautions

Clinician programming

Battery depletion — Patients with very low stimulation threshokis may feel more intense
stimulation as the neurostimutator battery nears total depletion. Patients should be told that
as their neurostimulator battery appreaches total depletion, they may need to adjust their
stimulation amplitude more often to maintain the desired level of stimulation.

Clinician programmer compatibility - The clinician programmer can only be used to
program Medtronic neurological devices that correspond with a Medtronic therapy
application software such as the software on the InterStim Model 8870 Application Card.
Magnet compatibility — The Model 8529 Magnet Is for use with Medtronic pumps only. If
the clinician.programmer has a Model 8529 Magnet attached, remaove the magnet before
appreaching a patient who has an implanted neurostimulator or other imptanted medical
device (such as a pacemaker or defibrillator). If the magnet is too close to another implantad
device, the therapy of the other device may change.

Information for Prescribers English 7
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Parameter adjustment - Do the following to prevent an abrupt changs in stimulation, which
some patients have described as uncomiortable stimulation (jolting or shocking sensation):
* Program parameter changes in small increments.
= Enable SoftStarV/SoftStop mode whenever possible.
* Decrease the amplitude to 0.0 V befora taking these actions:*
- Connecling the screaner cable 1o the screener.
- Turning off the neurostimulator or screener.
- Turning on the neurostimulator or screener.
Sensitivity to stimulation — Patients with extremely high sensitivity to stimulation may
sensa the iransmission of the programming signals from the programmer to the
neurostimulator via radio-frequency (RF) telemetry. .
Programmer interaction with a cochlear Implant - When the patient has a cochlear
implant, minimize or eliminate the potential for unintended audible clicks during telematry by
keeping the external portion of the cochiear system as far irom the programming head as
possible or by turning off the cochlear implant during programming.
Programmer Interaction with flammable atmospheres - The programmer is not
certified for use in the presence of a flammable anassthelic mixture with air or with oxygen
or nitrous oxide. The consequences of using the programmer near tlammable atmospheres
arg unknown.
Programmer interaction with other active implanted devices — When a patient has a
neurastimulator and another active implanted device (eg, pacemaker, defibrillator,
neurastimitator) the following may oceur:
= The radio-frequency (RF) signal used to program these devices may reset or
reprograr the othar device.
= The magnat in a cardiac programmar may activate the magnetically controlled anfolt
switch (Model 3023 neurostimulator only).
To verify that inadvertent programming did not accur, clinicians familiar with each devica
should chack the programmed parameters of each device before the patient is discharged
from the hospital and after each programming session of gither device (or as soon as
possibla aller these times). Also, inform patients to contact their clinician immediately if they
experience symptoms that could be related Lo either devica or to the medical candition
treated by gither device.
Telemetry signal disruption from EMI = Do not attampt lelemetry near equipment that
may generate electromagnetic interference (EMI). EMI may cause a disruption in
programmaer function. If EMI disrupts programming, move the programmer and the
neurostimutator away from the likely source of EME, Examples of sources of EMI ars
magretic resonance imaging (MRY), lithotripsy, compuier monitors, cellutar telephones,
x-ray equipment, and other electronic aguipment (Sea Appendix A: Electromagnetic
Interfargnce).
Sterile fleld - When using the programmer in a sterile field, place the programmer,
pregramming head, and extendable cord into a sterile bag. The programmer is not sterile
and cannot be sterilized.

! The most recent sofiware versions MMB and NNB automatically sat the amplitude lower limit to zero.
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Amplitude fower limit - if your programmer is using the previous varsion (MMA or NNA), .
program tha amplitude lower limit to 0.0 V. This will prevent the patient from experiencing
unexpected or uncomfortable stimulation (eg, shocking, jolting) when turning the device on,
due to the abrupt change in stimulation.

Clinician training
Refer to the indications insert for therapy-specific training precautions.

Patient activities

Activitles requiring excessive twisting or stretching — Patients should aveid activities
that may put undue stress on the implanted components of the neurostimulation system.
Activilies that include sudden, excessive, or repetitive bending, twisting, bouncing, or
stretching can cause component fracture or dislodgement. Component fracture or
dislodgament may result in loss of stimulation, intermitlent stirulation, stimulation at the
fractyre site, and additional surgery to replace or reposition the component. Examples of
such activities include gymnastics, mountzin biking, and other sports or equipment that
involve the movements described above. Ask your patienis about the activities they are
involved in and inform them of activity restrictions.

Antenna use - For antennas that attach to the skin, if swelling or redness occurs near the
attachment sitg, advise the patient to contact the clinician before using the antenna again.
Swalling or redness may indicate an infection or an allergic reaction to the antenna.

Compenent manipulation by patlent (iwiddler’s syndrome) — Patients should avoid

" manipulating or rubbing the neurostimulation system through the skin. Manipulation may
cause component damage, lead dislodgement, skin erosion, or uncomfortable stimulation
at the implant site.
Scuba diving or hyperbaric chambers - Patients should not dive below 10 meters
(33 feet) of water ar enlsr hyperbaric chambers above 2.0 atmospheres absolute (ATA).
Pressures below 10 meters (33 feet) of water (or above 2.0 ATA) could damage the
neurostimulation system. Before diving or using a hyperbaric chamber, patients should
discuss ke effects of high pressure with their clinician,
Skydlving, skiing, or hiking in the mountains ~ High altitudes should not affect the
neurcstimulator, however, the patient shouid considar the movements involved in any
planned activity and lake precaulion to avoid putting undue stress on the impianted system.
Patiants should be aware that during skydiving, the sudden jerking that occurs when the
parachyle opens may cause lead dislodgement or fractures, which may require surgery to
reposition or repface the fead.
Unexpected changes in stimulation — Electromagnetic interference, postural changes,
and other activities may cause a parceived increase in stimulation, which some patients
have described a5 uncomforiable stimulaticn {jolting or shocking sensation); therafore,
pallents should reduce the amplitude ta the lowest selting and turn off the neurostimulator
belore engaging in activities that could be unsate for themselves or others if they received

' The most recent software versions MMB and NNB automalically set the amplitude lower fimit to zere.

Information for Prescribers  English 9
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an unexpacted jolt or shack (&g, driving, cperating power tools), Patients should discuss
these aclivilies with their clinician.

Patient programming and patient control devices

Neurostimulator battery depletion — Patients with a very low perception threshold {the
amplitude at which the patient first perceives stimutation) may feel the stimulation intensity
firctuate as the battery nears depletion. Te compensale for this fluctuation, patients may
need to decrease or incraase the amplitude more often to maintain the desired level of
symptom contral, B

Patlent access to a contral device ~ Patients must carry a patient control device at al
times to have the capacity to adjust and/or turn off the neurostimulator.

Patient control devices may affect other implanted devices - Patients should not place
a conirol device (patient programmer or control magnet) over another active implanted
medical device (eg, pacemaker, defibrillator, ancther neurostimulator). The patient control
davices could unintentionally change the operation of the other device.

Patlent magnet control feature disabled (Mode! 3023 only) - if the magnet control
feature has been disabled, the patient must carry their patient programmer with them at all
times so that they can turn the neurostimulator on or off. . :
Patient magnel may damage itemns (Mode! 2023 only) - Patients should not place the
patient magnet on or near computers, computer menitors, magnelic storage disks or tapes,
televisions, cellular phones, electronic personat information managers, credit cards, or other
itemns affected by strong magnetic fields. f the patient magne! is too close, these items may
be damaged.

Patient programmer handling - To avoid damaging the patient programmer, patients
should notimmerse itin liquid, ciean it with bleach, nail polish remover, mineral gil, or simflar
substances; and shoutd not drop it or mishandla it in a way that may damage it.

Patlent programmer use — When operating a patient programmer, patients shouid use
special care near flammable or explasive atmospheres. An interaction between the
flammabtle or explosive atmospheres and the battery in the programmer cou!d occur. The
censequences of using a ballery-powered programmer near fizmmabie or explosive
atmospheres are unknown.

10 English Information for Prescribers
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Storage and sterilization

Compenent packaging — Do not implant a component if any of the following have
occurred:

» The storage package or sterile pack has been pierced or altered, because component
sterility cannot be guaranteed and infection may occur.

* The component shows signs of damage, because the component may not functicn
propery. .

* The use-by date has expired, because component starility cannct be guaranteed and
infection may occur; alse, neurostimulator battery longevity may be reduced and may
requirg garly replacemant.

Sterilization - Medtronic has sterilized the package contents according to the process
indicated on the package |abel before shipment. This device is for single use only and is not
intended 1o be rasterilized. .

Storage temperature: leads and extenslons — Do not store or transport the lead or
extension abave 57°C (135°F) or below -34°C (-30° F}. Temperatures cutside this range
can damage compenenis.

Storage temperature: neurostimulators — Do not store or transport the neurostimulator
above 52°C (126°F) or below -18°C (0°F). Temperatures outside this range can damage
components.

Storage temperature: programmers and application card - The recommended storage
lemperature range for the programmers and application card is -40°C to 65°C

(-40°F 10 145°F).

The recommended operating temperature range is 10°C to 40°C (48°F to 105°F). If the
programmers or application card were stored at temperatures outside of the operating
range, aliow the equipment to stabilize to a temperature within the range befcre using it.

System implant

Compatibility, all compenents ~ Follow these guidelines when selecting system
compenents:

= Medtronic components: For proper tharapy, use only components that are compatible
wilh the applicable neurostimulator and indication. Compatible Medtronie componants
are listed in the System Qverview and Compatibility Insert,

* Non-Medtronlc components — The use of non-Medtronic components with the
neurostimulation system may result in damage to Medtronic components, loss of
stimutalion, or patient injury. ’

Use of non-Medtronic components may void Medlionic warranty coverage.

Component failures — A neurostimulation system may fail at any time due to random
failure of the system companents or the battary (prior to deplelion). Thesa avents, which can
include electrical shorts, open circuits, and insulation breaches, cannct be predicted. In
additien, all neurostimutators will ultimately cease to funclion,

Component handllng — Handls the implantable componants of this systam with extrame
care. These components may be damaged by excessive traction or sharp instruments,
which may result in intermittent or 1dss ot stimulation, requiring surgical replacement.

Information fer Prescribers English 11
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Refer to the appropriate implant manual for additional instructions.
Neurostimulator locatton ~ Select a location that meets the lollowing criteria:
= Is aminimum of 20 cm (8 in} away from another naurostimulater to minimize ielemetry
interference and possible inappropriate therapy.
* |5 on the opposite side of the body from anothar active implanted device {eg.
pacemaker, defibrillater) to minimize possible interaction between the devices.

* |5 away from bony structures (eg, 3 —4 cm{1.2 - 1.6 in]} to minimize discomlort a1 the
neurostimufator site.

= Is away from areas of restriction or pressure to minimize the potential for skin erosion,
patient discomfort, or damage to componenis.

+ Isin an area accessible 1o the patient for proper operation of a patient control device
{ie, palient programmer, control magnet, or with use of any optional remote antenna
with a patient programmer).

Use in specific populations

Rafer to the Indications Insert for therapy-specific precautions related to specific
populatigns,

Individualization of Treatment

Best resuits are achieved when the patient is fully informed about the therapy risks and
benefits, surgical procedure, follow-up requirements, and self-care responsibilitios.
Maximum benefits from the neurostimulation system require long-term postsurgical
management.

Patient selection — Select patients carefully to ensure that they meet the fellowing criteria:
v They are appropriate candidates for surgery.
* They can properly operate the system,
= They received salisfactory results from tes! stimulation.

12 English Information for Prescribers
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Adverse Eyents‘

In addition to the risks normally assoctated with surgery, implantation, oruseota
neurostimulation system includes, but is not imited to, the following risks. Certain adverse
events may necessitate surgical intervention,

Adverse change in voiding function {bowel and/or bladder)

Allergic or immune sysiem respanse to the implanted materials that could result in
device rejections

Change in sensation of stimulation which has been describad as uncomfortabdle {jolting
or shocking) by some patients

Infection

New pain

Pain at neuroslimulator and or lead site

Seroma, hemorrhage; hemaloma, and/or paralysis
Suspected lead or neurastimulator migration or erosion
Suspected nerve injury

Suspected lechnical device problem

Transient etectric shock

For a comprehensive summary of adverse events, refer 1o the Clinical Summary,

Patient Counseling Information

Clinicians shoutd:

Provide patients with the following:

- Infermation about the components of the neurestimulation system.

- Instructions for using the patient programmer and magnet (Model 3023
Neurostimulator only)., ’

Give the patient the InterStim Therapy Patient Guide and at a minimum, review these

sections with the patient;

— Living with your InterStim system

- Information for your doctors

Instruct patients to always do as follows:

- Always inlorm healthcare professionals, such as clinicians and dentists, that they
have an implantad neurostimulation system. Patients should bring their InterStim
Therapy Patienl Guide 1o all medical and dental appoiniments to help them answer
quesiions that the healthcare professionzl may have regarding medical proceduras
and petential device interactions.

- Always carry a patieni control device 10 be able 1o adjust and/or turn off the
neurostimulator,

— Always bring their patient programmer to InterStim Therapy-relaled appointmants,

- Contact their clinician if they nolice any unusual symptoms or signs.

Infermation for Prescribers English 13
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Component Disposal

When explanting neurostimulation system camponents (eé, replacerment, cassation of
- therapy, or postmortem), or when disposing of accessories, follow these guidelines:

= i possible, return the explanted component with completed paperwork o Medtranic for
analysis and disposal.

* To allow for device analysis, do not autoclave the device or expose the device 1o
ultrasonic cleaners.

= Dispose of any compoenents not returned to Medtronic according to local environmental
regulations; in somae countries, explanting a battery-operated implantable device is
mandatory.

Cautlons:

* Follow appropriate biohazard controls for ali exptanted components or
components ¢coming inte contact with bodily fluids. Only return such
components to Medtronic In the appropriate packaging supplied by
Medtronic.

* Do not incinerate or cramate the neurostimulator because it may explode if
subjected to these temperatures.

* Do not reuse any implantable device or implantable accessory alter
exposure to body tissues or fluids because the sterility and functionality of
the componant cannot be guaranteed.

i4 English  Injormation for Prescribers
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Appendix A: Electromagnetic Interference

Please review Electromagnetic intarference {EM) under "Wamings* beginning on page 5
and Table 1 *Potential stfects of EMI from devices or procedures” beginning on page 6.
Before any madical procedure is bagun, patients should always inform any healthcare
personnel that they have an implanted neurostimulation system, The potentiat for the
following effects results from an interaction of the neurostimuiation system and equipment—
even when both are working properly.

Contraindication

Diathermy - Do not usa shartwave diathermy, microwave diatharmy, or therapeutic
uitrasound diathermy (all now referred to as diathermy) on patients implanted with a
neurostimulation system. Energy from diathermy can be transferred through the implanted
system and can cause tissue damage at the location of the impianted slectrodes, resulting
in sevare injury or death.
Diathermy can also damage the neurostimulation system components, resulting in loss of
therapy and requiring additional surgery for system explantation and replacement, Advise
your patient 1o inform all their healthcara professionals that they should not be exposed to
diathermy treatment.
Injury to the patient or damage to tha davice can occur during diathermy treatment in the
follewing instances:
* The neurostimulation system is turned on or off.
= Diathermy is used anywhere on the body—nct just at the location of the
neurostimulation system,
= Diathermy delivers heat or no heat.
= Any componens of the neurostimulation syster {lead, extension, neurostimulator)
remains in the body,

Warnings
EMI from various seurces may damage the device, interfere with device operation, or cause
harm to the patient. Please consider the following:
Defibrillation or cardloversion — When a patient is in ventricular or atrial fibrillation, the
first consideration is patient survival. External defibrillation or cardioversicn can damage a
neurostimulation system and cause induced currents in the lead-extension particn of the
neurostimulation system that can injure the patient. Minimize the current llowing through the
naurostimulator system by following these guidelines:

* Position defibrillation paddies as far from the neurostimulator as possible.

= Position defibrillation paddies perpendicuiar to the neurostimulation system.

* Usa the lowest clinically appropriate energy (joules) output (watt seconds),
After detibrillation, conlirm the neurostimulation system is functioning as intended.
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Electrocautery — If elactrocauiery is used near an imptantable device or contacts a device
or ingertion-needle, tha lollowing effects may occur: .

* The tissue surrounding the insartion-needle (during placement of a percutanaous lead)
may be damaged.

* Theinsulation on the lead or extension may be damaged, resulting in companen failure
or induced currents Into the patient that may damage tissue or stimulate or shock the
‘patient, If this occurs, do not use the damaged component. Obtain a new component
irom Medtronic for use.

= The neurostimulator may be damaged, output may be temporarily suppressed or
increased, or stimulation may stop because parameters were changed to power-on-
raset (POR) settings (ie, output off, amplitude 0.0 V). If this ecours check the
neurostimulator using tha clinician programmer and reprogram all parameters to their
intended settings. See the neurostimulator technical manual for POR setlings and
remedial aclions.

When elactrocautery is necessary, follow these precautions:

= Befaore using elactrocautery, 1urh off the neurastimulator,

= Use only bipolar cautery.

* Disconnect any cable connecting the lead or extension to a screener or external
neurostimulator,

= Ifunipolar cautery is necessary, follow these guidelinas:
~ Usa only a low-voltage moda.

- Use the lowest possible power satting.
) — Keep the current path (ground plate) as far from the neusostimulator, extension, and
' lead as possible.
~ Do not use full-length operating room table grounding pads.
= Alter using electrocautery, confirm that the neurostimutator is funclioning as intended.

High-output ultrasonics or lithotripsy — Use of high-cutput ultrasonic devices, such as
electrohydrautic lithatripters, is not recommended for patients who have an implanted
neurostimulation system. While there is no danger to the patient, expasure to high-output
ultrasonic frequencies may result in damage to the neurostimulalor ¢ircuitry, IF lithotripsy
muyst be used, do not focus the beam within 15 ¢m {6 in) of the nevrostimulator.
Radiofrequency (RF) or microwave ablation — Salety has not been established for RF ar
microwave ablation in patients who have an implanted neurostimulation system. Induced
eleclrical currents may cause heating, especially at the lead electrode site, resulling in
lissue damage.
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Magnetlc resonance Imaging (MRI} — MRI is not recommended for a patient who has any
implanted component of a neurostimulation system, Exposing a patient with an implanted
neurostimulation system or component fo MRI may potentially injure the patient or damage
the neurostimutator. Clinicians should carefully weigh the decision to use MBI in patients
with an implanted neurostimutation system, and note the following:

* Induced electrical currents from the MRI to the neurostimulation system or component
may causa heating, especizlly at the lead slectreda site, resulting in tissus damage.
Induced electrical currents may also stimulate or shock the patient.

Note: This warning applies even if only a lead or extension is implanted.
Factors that increasa the risks of heating and patient injury include, but are not limited 1o,
the following:

-~ High MRI Specific Absorption Rate (SAR} Radic Frequency (RF) power lavals.

— MRI RF transmit coil that is near or extends over the implanted lead.

— implanted leads with small surface area electrodes.

- Short distances between lead electrodes and lissue that is sensitive to heat.

= An MR! may permanently damage the neurostimulator, requiring it be removed or
replaced.
= An MRImay affect the normal operation of the neurostimulator, An MAI can also reset
the naurostimulator 1o power-on-reset (POR) values requiring reprogramming by a
trained InterStim clinician.
= The neurostimulator can move within the implant pocket and align with the MR field,
rasulling in discomlort or recpening of a recent implant incision.
In addition, the image details from MRI may be degraded, distorted, or blocked from view by
the implanted neurostimulation systém.
Patients treated with MRI should be ctosely monitored and programmed parameters verified
upon cessation of MAL.

Effects of monitoring devices — When using diagnostic monitoring devices such as an
electrocardiogram (ECG), Holter Monilor, electroencephalogram (EEG), or implantable
heart monitor, pulses from the neurostimylation system may be detecied as an electrical
signal. When evalualing the diagnostic infermation, be sure to identify the neurostimulator
pulses as intringic, )

Theft detectors and security screening devices — Theft detectars found in fetail stores,
public libraries, etc., and security screening devices found in airporis, government buildings,
elc., gccasionally may cause intermitient stimulation or a momentary increase in stimulation
intensity. When they pass through these devices, soma patienls may perceive intermittent
stimulation as switching their neurgstimutation system on and off, It is also possible that
patients, especiaily those with low stimulation thresholds, may experience a mcmentary
incraase in their perceived stimulation when they pass through these devices. Higher levels
of stimulation have bean describad as uncomfortable (“jolting” or "shocking”) by soms
palients. In rare situations, such occurrences havae caused patients to fall, potentially
causing personal injury.
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When approaching these devices, patients should do the following:

1. If possible, raquest to bypass lhese devices. Patients should show the security
personnel their patient identification card for the neurostimulator and request a manual
search. Security personnal may use a hancheld security wand but palients should ask
the security personnel not to hold the security wand near the neurostimulator aey
longer than is absolutely necessary. Patients may wish to ask for another form of
persenal search,

2. If patients must pass through the theft detector or security scresning device, thoy
should turn off their neurestimulator, approach tha center of the device and walk
through normaly (Figura 1}, )

a. M two security gates are present, they should walk through the middle, keeping as
far from each gate as possible. '

k. If one gate is present, they should walk as far from it as possible.

Note: Some thalt detectors and screening devices may not be visible.

3. Proceed through Lhe security device. Patients shoutd not linger near or lean on the
scraening device.

Double security Single secusily gate
gate {stay as far away as
possible from gate)

Figure 1. Approaching security gates.

4. Alter patients pass through the security device, they should turn on their
neurostimulator,

Precautions
EMI from the following equipment is unkkely to affect the neurostimulation system if the
guidelings below ara followed:

Bone growth stimulators — Keep external magnelic field bone growth stimulator coils

45 cm (18 in} away from the neurostimulation system. When using either an implantable or -
éxternal bone growih stimulalor, ensure that bath the bone stimulator and peurostimutator

are working as intended.

Dental drills and ultrasonic probes — Turn off the newrostimulator. Keep the dill or probe
15 em (6 in} away from the neurostimulator.
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Electrolysis - Turn off the neurastimulator. Keep the electrolysis wand atleast 15 cm {6 in)
away from the neurgstimulator.

Electromagnetic fleld devices — Patients should exercise care or avoid the following
equipment o environments:

* Antenna of cifizens band (CB} radio or ham radio

»  Electric are welding equipmant

* Electric induction heaters such as those used in industry to bend plastic

= Electric steel furnaces

« High-powar amateur transmitters

* High-voltage areas (generally safe if outside the fenced area)

* Linear power amplifiers

* Magnetic degaussing aquipmant

* Magnets or other equipmant that generates strong magnetic fields

= Microwave communication transmitters (generally safe if outside the fanced area)

* Perfusion systems

"= Resistance weldars .

= Television and radio transmilting towers (genarally safe If outsice the fenced area)

If patients suspect that equipment Is-intertering with neurcstimulator function, they should
do the following: .

1. Mave away from the equipment or object.

2. It possible, turn off the equipment or cbject.

3. Then, if necessary, use the control magnet or patient programmer to return the
neurostimulator to the desired on or off state. Use the patlant programmer to check or
adjust output amplitude.

4. inform the equipment owner or operator of the accurrence.

Ifthe above actions do not resolva the effects of the interferance, or the patients suspect that
their therapy is not effective after expasure to EMI, they should contact their clinician.
Laser procedures ~ Turn off tha neurostimulator. Keep the laser directed away from the
neurostimulalion system. }

Psychotherapeutic procedures — Salety has not been established for psychotherapeutic
proceduras using equipment that generates electromagnetic interference (eg,
electroconvulsive therapy, transcranial magnelic stimutation) in patients who have an
implanted neurostimulation system. Induced electrical currents may cause heating,
especially at the lead electrode site, resulting In tissue damage,

Radiation therapy - Do ot direct high radiation sources such as cabalt 60 or gamma
radiation a1 the neurostimulation system. If radiation therapy is required near the
neurestimulation system, place lead shielding over the device to help pravant radliation
damage. !
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Transcutaneous electrical nerve stimulation (TENS) - Do not place TENS slectrodes
50 that the TENS cument passes over any part of the neurostimulation system. If patients
fael that the TENS may be interfering with the implanted neurostimulator, thay should
discontinua using the TENS until they talk with their clinician.

Notes

Household Items - Most household appliances and équipmem that are working properly
and grounded properdy will nol interdara with the naurostimulation system. The following
equipment is generally safe if patients follow these guidelines:

= Freezer, refrigerator, or storm door magnets that hold the door closed: Do not
lean against the magnatic strip of the door.

« Radio-frequency sources (AM/FM radios, anatog and digital celfular telephones,
cordless and conventional telaphones): Keep these ilems at lsast 10 ¢m (4 in) away
from the implanted neurostimulator,

= - Stereo speakers and radios for the home or car: Do not lift or carry speakers or
radios naar tha naurostimulator, .

» Sewlng machines or salon hair dryer: Keep the neurostimulator away from the
motors.

* Computer disk drives: Keep the neurostimulator away from the disk drives.

= [nduction range: Kesep the neurostimulator away from the burners whils the burners
are turned on.

= Powaer tools: Keep the motors away from the neurostimulator, lead, and extansion,

Other medical procedures — EMI from the following medical procedures is unlikely to
affect the neurostimulation system;

= Computerized axial tomography (CT or CAT) scans.

» Diagnostic ultrasound {eg, carotid scan, Doppler studies).

" Note: To minimize potential image distartion, turn off the neurostimutator and keep the
transducer 15 ¢cm (6 in) away from the neurostimulation system. Ultrasonic scanning
equipment may cause mechanical damage to an implanted neurostimulator or
implanted lead if used directly over the neurostimulator or lead implant sile,

» Diagnostic x-rays or llusroscopy
Note: Extarnal pressure used during some medical procedures may damage the
neurostimulator or disconnect the neurostimulation system cornponents, which may
require surgery lo reconnect or raplace components. During x-ray proceduras that
require external compression around implanted components, the x-ray equipment
should be adjusted to limit the amount of pressure exerted on the neurostimulator.

»  Magnetoencephalegraphy (MEG)

= Positron emission tomography (PET) scans

Therapeutic magnets (eg, magnetlc mattresses, blankets, wrisi wraps, elbow
wraps) - Keep the magnet at Jeast 25 cm (10 in) away from the neurostimulator. Magnetic
fields of 10 gauss or less will generally not affect the neurostimulator.
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Medtronic® and interStim® are registered trademarks of Medtronic, inc.

Additional Information avaifable for the InterStim Therapy system

Documents packaged with this product:

= For general system information, including contraindications, warnings, precautions,
resterilization, component disposal, adverse events, patient counseling, and
elactromagnetic interference information, refer to the Information for Prescribers
(IFF) Manual.

+ For information regarding device compatibility, refer to the System Overview and
Compalibility insert, ' )

+ For information on the clinical study results for interStim Theraipy and for a complete
summary of adverse events, refer to the Clinical Summary.

= For warranty infermation, refer to the Limited Warranty and Special Notice Insert.

Documents packaged with the clinictan programmer software application card:

* For neurostimulator selection, battery longevity calculations, and specific
neurostimulator specifications, refer to the System Eligibility, Battery Longevity,
Specifications Reference Manual,
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InterStim Thera_py for urinary control

Indications

InterStim Thecapy for urinary ¢ontrol is indicated for the treatment of urinary retention
and the symptoms of overactive bladder, including wrinary urge incontinence and
significant symptoms of urgency-frequericy alone or in combination, in patients who
have failed or could not tolerate more conservative treatments.

Warning

/L\. Warning: This therapy is not intended for patients with mechanical obstruction
surch as benign prostatic hypertrephy, cancer, or urethral stricture.

Precautions

- Cliniclan training

* Implanting cliniclans should be trained on the implantation and use of the
InterStim Neurcstimulation Systemn,

* Proscribing clinicians should be experienced in the diagnosis and treatment of
lower urinary fract symptoms and should be trained on the use of the InterStim
Neurostimulation System. )

Use in specific populations

The safety and effectiveness of this therapy has not been established for:
+ Pregnancy, unborn fetus, or delivery.
+ Pediatric use (patients under the age of 16). ]
= Patients with nevrological disease origins, such as multiple sclerosis or diabetes.
- Bitateral stimufation.
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- InterStim Therapy for bowel control

Indications

InterStim Therapy for bowel contrel is indicated for the treatment of chronic fecal
incontinence in patients who have failed or are not candidates for more conservative
treatments.

Precautions

Clinician tralning

+ Implanting clinicians should be trained on the implantation and use of the
InterStim Neurostimutalion System.

*+ Prescribing clinicians should be experienced in the diagnosis and treatment of
fecal incontinence and should be trained an the use of the InterStim
Neurostimulation System, :

Usa in specific populations
The safety and effectiveness of this therapy has not been established for:
+ Pregnancy, unborn fetus, or delivery.
+ Pediatric Use {patients under the age of 15).
+ Patients with progressive, systemic neurological diseases.
+ Bilateral stimulation.
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InterStim 1l Model 3058 Neurostimulator

5. Fully insert the torque wrench into the self-sealing grommet of the connector block and
tighten the setscrew by turning clockwise until the torque wrench clicks (Figure 4).

/\ Cautions:

* Be sure the torque wrench is fully inserted into the self-sealing grommet. If the
torque wrench is not fully inserted, the setscrew may be damaged, resulting in
intermittent or loss of stimulation.

* Before tightening the setscrew, ensure that the lead is inserted into the
connector block to prevent damaging the connector block.

= Verify that the self-sealing grommet is closed after the torque wrench is
withdrawn. If fluid leaks through a grommet seal that is not fully closed, the
patient may experience shocking, burning, or irritation at the neurostimulator
implant location, or intermittent stimulation or loss of stimulation may occur.

* Discard the torque wrench after making the connection. The torque wrench is
single-use-only. Its operation cannot be assured if it is used for multiple
surgeries.

Figure 4. Tighten the selscrew in the self-sealing grommet by turning clockwise until the torque
wrench clicks.

Note: The torque wrench must be oriented to the same angle as the setscrew (Figure 4).
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InterStim || Model 3058 MNeurostimutator
Implanting the Model 3058 Neurostimulator

1. Place the neurostimulator into the subcutaneous pocket with the etched identification side
placed outward, away from muscle tissue, and ensure that the lead is not bent sharply.
Note: The Model 3058 Neurostimulator should be placed no deeper than 2.5 cm (1 in}
below the skin and should be parallel to the skin. If the neurostimulater is too deep or is
not paraltel to the skin, telemetry may be uasuccessiul.

ACautlon: Do not coil excess lengthin front of the etched identification side of the
neurostimulator. Wrap excess length around the perimeter of the neurostimulator
(Figure 5) to avoid increasing subcutanecus pocket depth, help minimize potential
damage during neurostimulator replacement surgery, help minimize potential S
kinking, and minimize interference with telemetry during programming.

Figure 5. Wrap excess length around perimster of the Mode! 3058 Neurostimulator,
2. Check the system integrity belore securing the neurostimulator in place,

a. Use the clinician programmer and the product literature packaged with it to confirm the
integrity of the connected system.

Caution: To use the nonsterile clinician programmer in a sterile field, place a sterile
barrier between the patient and the programming head to prevent infection. Do not
sterilize any part of the clinician programmer. Sterilization may damage the
programmer.

Note: The neurostimulator should be in the pocket during system interrogation to ensure -
proper readings.

b. Pragram the stimulation parameters you have selected for your patient according 1o the
product literature packaged with the programmer.

c. Check the baitery status; if applicable, check the elecirode impedances to rule out a
short or open circuit.
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InterStim (1 Mode! 3058 Neurostimulator
3. Usa the two sutufe holes in the connector block to secure the peurostimulator. o the

muscle fascia with nonabsorbable silk.

Completing the implant procedure

1.
2,

4.

Close and dress all incisions,
Ensure that a patient prbgrammef and a patient |D card are given to the patient.

Caution: Because the patient programmer is the patient’s only means to adjust or
turn the neurostimwttator on or off, the patient must carry a programmer at all times.

. Complete the device tracking and patient registration paperwark and return the )

documents to Medironic.

Nate: See the Information for Prescribers booklet packaged with this device for clinician
instructions to patients and for information regarding the return of praduct documentation.
Schedule regular patient foliow-up appainiments to monitor the condition of the
neurostimutator and to confirm that the programmed parameter values are appropriate.

Replacing the Model 3058 Neurostimulator
If reptacing a Model 3023 Neurostimulator; refer to page 26 of this manuat.

1.

o

15

Open the implant site using normal surgical procedure and carefully remove the
neurostimulator from the subcutanecus pocket.

- Ctean the neurostimulator cennector block and lead with sterile water; wipe dry with sterile

gauze.

- Insert a torgue wrench through the prepierced hole in the rubber sealing grommet and

loosen the setscrew by turning it counterclockwise.

. Gently retract the lead from the neurostimulator connector block.

/\ Caution: Replace any device that shows signs of damage, pitting, or corrosion.

. Clean and dry the connector block and lead — which must be free of fluids or tissue.
. Set aside the explanted components for return to Medtranic.
. Connect the lead and replacement neurostimulator, according to the product titerature

packaged with those devices.

Note: Increased pocket size may be necessary if replacement neurostimulator uses an
extension. .

. Return explanted devices to Medtronic according to product literature packaged with

those devices.
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. InterStim Model 3023 Neurestimulator
InterStim Model 3023 Neurostimulator

Device description

The Medtronic InterStim Model 3023 Neurostimulator is part of a neurostimulation system for
InterStim Therapy. :

Package contents

*  Neurostimulator
* Torque wrench
* Product literature

Patient registration and identification card

The implant registration form registers the device and creates a record of the device in
Medtronic's implant data system.

A patient identification card is packaged with this device. Advise the patient to carry the
identification card at all times.

The patientidentification card packaged with the device is temporary; a permanent card
will be mailed to the patient when Medtronic receives the implant registration form.

Device specifications

The neurostimulator is a programmable device that accommodates an extension by which a
stimulation program is delivered through a lead.

Refer to Table 4 for shipping, operating, and power-on-reset values. Refer o Table 5 for
physical characteristics, Refer to Table 6 for materials of package components.
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InterStim Model 3023 Neurostimulator

Tabla 4. Shipping, o,cie'rarlng, and power-on-reset (POR) values for the Medtronic
' InterStim Model 3023 Neurostimulator®,
Programmable Parameters  Shipping Operating PORP
Amplitude ’
Normal Resolution 0Qv 100 mV steps 0.0V
Upper Limit 00V 10.5 V maximum 0.0V
Lower Limit ooV 0.0 V minimum 0.0V
Fine Resolution 50 mV steps
Upper Limit - 6.35 V maximum
Lower Limit — 0.0 V minimum
Rate 14 Hz 49 values 31 Hz
(from 2.1 to 130 Hz)
Pulse Width 210 s Increments of 30 ps steps 210 s
450 ps maximum
60 ps minimum
Operating Continuous  Continuous or Cycling Continuous
Mode ’
Cycle On/Cycle Off time 0.1 sec 0.1 secto 24 hr 0.1 sec
SoftStart/Stop? Off 1,2, 4,8, 15,30 sec, or OF  Off
Magnet Control Disabled Enabled/Disabled Enabled
Cutput On/Off Off On or Off Off
Polarity
-Etectrode  Polarity
Number
0 - Off, + or — -
1 Off Off, + or - Off
2 Oft O, + or— Off
3 + Off, + or— +
Case® Oif Off or + Oft

# Al values are approximate.

® Power-on-reset (POR) turns OFF stimulation by resetting the amptitude to 0.0 V and all
electrodes to OFF. POR can occur when there is a temporary fluctuation in battery voltage
(eg, due 1o electromagnetic interference during electrocautery or defibrillation} or the battery
is depleted. When POR occurs, the serial number'is reset 1o a nominal value and must be
entered with the ¢finician programmer,

¢ Cycle On and Cycle Off time must be greater than or equal to the SoftStary/Stop time.

9 SoftStart/Stop must be less than or equal to the Cycle On and Cycle Off time.

¢ If case electrode is posilive, slectrodes 0-3 may be programmed to Off or — anly.
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InterStim Modei 3023 Neurostimulator

* Table 5. Physical characteristics of the interStim Model 3023 Neurostimulator®.

Description Value
Height 55 mm 22in)
Length - 80 mm {2.41in)
Thickness 10 mm (0.4 in)
Weight 429 {1.50z)
Volume 2cm® (1303
External shield Titanium
Power sourceb 2.7 Amp hours, 3.7 V
. Lithium-thionyl chloride cell
Storage tamperature -18°Cto 52°C (-0 °F to 125 °F)

Serial Number®
Radiopaque Identification (D) NBV

* Alt measurermnents are approximate.

¥ The power source is hermetically sealed within the case.

© The serial number is the radiopaque ID followed by a number. The clinician programmer
displays the entire number beginning with the radiopaque ID.
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InterStim Model 3023 Neurostimulator
X-Ray identification

Radiopaque identification permits the determination of manufacturer and neurostimulator
model number (Figure 6). With standard x-ray procedures, the code appears as black
characters on white background. The Medtronic symbol identifies Medtronic as the
manufacturer. For the InterStim Model 3023 Neurostimulator, the designated characters are

NBV.
Figure 6. The InterStim Model 3023 Neurostimulator radiopaque code block.
Table 6. Material of components in the Model 3023 package.

Structure Material Material Contacts Human Tissue
Case® Titanium Yes
Connector Urethane Yes
Grommets, seals Silicone rubber Yes
Setscrews Titanium Yes
Insulation coating® Polymeric insulating film Yes
Adhesive Silicone adhesive Yes
Torque wrench

Handle Polyethermide Yes

Shaft Stainless steel Yes

@ The electronics and power source are hermetically sealed within the case.

¥ The etched side of the Model 3023 case is uninsulated and can be programmed as an
indifferent electrode.
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: . InterStim Modet 3023 Neurestimulator-
Instructions for use: Model 3023

/™ Cautions:

= When using sharp instruments near the neurostimulator, be careful to avoid nicking,
or damaging the case, the insulation, or the connecter block. Damaging tha
neurostimulator may require surgicat replacement,

* Do not use saline or other ionic fluids at connections, which could result in & short
circuit.

Verifying neurostimulator operation

Before opening the sterile neurostimulator package, use the clinician programmer to
inferrogate the neurostimulator and verify neurostimulator battery stalus and current settings.

Cautlon: Do not implant a neurostimulator.if it was dropped onto a hard surface from a
height of 30 em {12 in) or mare, because the neurostimulator may be damaged and fail to
operate properhy.

Creating a pocket for the Model 3023 Neurostimulator

1. Create a subcutaneous pocket for the neurostimulater by blunt dissection o the anterior
surface of the muscle. The neurostimulator is typically placed in the upper butteck area.
Notes:

* Abdominal placement is an option with the Medel 3023 Neurostimulator, Abdominal
implant instructions are included in tha product literature packaged with the leads.

* The Model 3023 Neurostimulator should be placed nc deeper than 4'cm {1.5 in) below
the skin and should be parallel to the skin, If the neurostimulator is oo deep or is not

. parallel to the skin, telemetry may be unsuccessful.

« The uncoated, etched side of the 3023 case can be programmed as an mdlﬂerent
electrede. The etched side of the neurostimulator must face away from muscle to
prevent uncomfortable stimulation.

= ifthe patient has any other neurcstimulator, the neurostimulators must be separated by
a miaimum 20 cm (8 in). .

= The Model 3023 Neurostimwator requires the use of an extension,

ACaunons

The neurestimulator is provided sten!e Do not soak the neurostimulator in
antibiotic solutian. Soaking in antibiotic solution can affect lead connections.
» To avoid infection, it is recommended that the neurastimulator implant site be
irrigated with antibiotic sclution, and that 1V antiblatics be administered
perioperatively. Do not aliow the neurestimulator to come inte contact with any
non-sterile surface. Do not place on skin. if an infection occurs, it may require
surgical removal of the 1mplan1ed system.
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2. Piace the neurostimulator in the pocket to assure proper fit and then remove it. Keep the
neurostimulator sterile and clean.
3. Tunnel from the lead incision site 10 the neurostimulator pocket, Refer to the product
literature packaged with the tead for detailed funneling and lead implant instructicns.
4. Wipe the pfoximat and of the lead with sterile gauze and make sure the extension is dry
and clean.
5. Connect and implant the lead and extension accerding to product literature packaged with
those devices. .
'6. Connect the extension to the Model 3023 Neurastimulator according to the steps in
“Cannecting the extension to the Model 3023 Neurostimutator” in this manual.

Connecting the extension to the Model 3023 Neurostimulator

A Caution: Befora connecting components, wipe off any body fluids and dry all
conneactions. Fluids in the connection may result in stimulation at the connection site,
intermittent stimulation, or loss of stimulation.

1. Wipe the extension connector pins with sterile gauze. i nécessary. use sterite (United
States Pharmacopeia [USP]) water or a nonionic antibiotic solutian, then wipe dry.

2. Make sure the connector block receptacles are dry and clean.
3. Confirm that the encapsulated diagram on the extension has four electrodes matching the
encapsulated diagram on the neurostimulator {Figure 7).

4. Insert the extension connector pins into the neurostimulator until they are fully seated
within the connecier block (Figure 7).

Cautlon: Do not pull the extension or lead body taut when implanted. The extension
and lead are available in different lengths. Select a length that allows connection
without tension.

Note: To retract the setscraws, insert the torque wrench into the self-sealing grommet and
rotate the setscrews counterclockwise; however, do not remove the setscrews from the
connecter block (Figure 8).

Caution; Do not insart the extension connector pins into the connector block if the
setscrews are not sufficiently retracted. If the setscrews are not ratracted, the
extension connector pins may damage the setscrews and the extension connector
pins will not be seated fully ine the connector block.
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Encapsulated
Diagram

Figure 7. Insert extension connector pins fully into Model 3023 Neurostimulator
connector block.

Grommet

Figure 8. To back out a setscrew from the Model 3023 Neurostimulator, use the torque wrench
and turn the setscrew counterclockwise.

Note: The torque wrench must be oriented to the same angle as the setscrew (Figure 8).
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5. Fully insert the torque wrench into the self-sealing grommet of the connector block and
tighten each setscrew by turning clockwise until the torque wrench clicks (Figure 9).

ACautions:

* Be sure the torque wrench is fully inserted into the self-sealing grommet. If the
torque wrench is not fully inserted, the setscrew may be damaged, resulting in
intermittent or loss of stimulation.

* Before tightening setscrews, ensure that the extension connector pins are
inserted into the connector block to prevent damaging the connector block.

* Verify that each self-sealing grommet is closed after the torque wrench is
withdrawn. If fluid leaks through a grommet seal that is not fully closed, the
patient may experience shocking, burning, or irritation at the neurostimulator
implant location, or intermittent stimulation or loss of stimulation may occur.

* Discard the torque wrench after making all of the connections. The torque
wrench is single-use-only. Its operation cannot be assured if it is used for
multiple surgeries. ;

Figure 9. Tighten the setscrews in the self-sealing grommet by turning clockwise until the
torque wrench clicks.

Note: The torque wrench must be criented to the same angle as the setscrew (Figure 9).
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Implanting the Model 3023 Neurostimulator

1. Place the neurostimulator into the subcutaneous pocket with the etched identification side
placed outward, away from muscle tissue, and ensure that the extension is not bent
sharply.

Note: The Model 3023 Neurostimulator should be placed no deeper than 4 cm (1.5 in)
below the skin and should be parallel to the skin. If the neurostimulator is too deep or is
not parallel to the skin, telemetry may be unsuccessful

ACautinns:

* Do not place the etched identification side of the neurostimulator facing inward.
Placing the etched side inward could increase the possibility of skeletomuscular
stimulation, which the patient may perceive as twitching or burning.

= Do not coil excess length in front of the etched identification side of the
neurostimulator. Wrap excess length around the perimeter of the
neurostimulator (Figure 10) to avoid increasing subcutaneous pocket depth,
help minimize potential damage during neurostimulator replacement surgery,
help minimize potential kinking, and minimize interference with telemetry during
programming.

Figure 10. Wrap excess extension around the perimeter of the Model 3023 Neurostimulator.
2. Check the system integrity before securing the neurostimulator in place.

a. Use the clinician programmer and the product literature packaged with it to confirm the

integrity of the connected system.
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Cautlon: To use the nonsterile clinician programmer in a sterile field, place a stetile
basrier between the patient and the programming head to prevent infection. Do not
sterilize any part of the clinician programmer. Sterilization may damage tha
programmer. ’

Note: The neurcstimulator should be in the pocket during system interrogation to ensure

proper readings. .

b. Program the stimulation parameters you have selegied for your patient according to
product literature packaged with the programmer.

c. Check the battery status; if applicable, check the electrode impedances to rule out a
short or apen circuit. .

3. Use the two suture hales in the connector block to secure the neurostimulator to the
muscle fascia with nonabsorbable silk. :

Completing the implant procedure

1. Close and dress all incisions.
2. Ensure that a patient programmer and a patient ID card are given to the patient.

ACautlon: Because the patient programmer is used to adjust or turn the
neurostimulator on or off, the patient must carry a pragrammer at all imes. Patients
implanted with a Model 3023 Neurastimulator may aisa receive the optional Model
7452 Control Magnet that is used 1o turn the neurostimulator on ar off. In order for
the control magnet to turn the neurostimulator on or ofi, the clinician must enable.
Magnet Contra! on the Model 3023 Neurostimulator using the clinician programmer.
Magnet Control can no! be enabled or disabled using the patient programer.

3. Complete the device tracking and patient registration paperwork and return the
documents to Medtronic.

Nole: See the Information for Prescribers booklet packaged with this device for clinician
insiructions to patients and for information regarding the return of product documentation.

4. Schedule regular patient follow-up appointments to monitor the condition of the
neurostimulator and to confirm that the programmed parameter values are appropriate.

Replacing the Model 3023 Neurostimulator

If replacing a Modet 3058 Neurestimulator, refer 1o page 16 of this manual.

1. Open the implant site using normal surgical procedure and cérelully remove the
neurostimulator from the subcutangous pocket.

2. Clean the neurostimulator connactor block and extension connector with sterile water;
wipe lead dry with surgical sponges.

3. Insert a torque wrench through each prepierced hole in the rubber seating grommet and
loosen the setscrews by turning them counterclockwise.

4. Genlly retract the extension connector pins from the neurostimulator connector block.
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ACautlon: Replace any device that shows signs of damage, pitting, or corrosion. -

5. Clean and dry the connector block and extension connector pins which must be free of
fluids or tissure. :

Note: If the replacement neurostimulator does not require the existing extension,
disconnect the extension from the lead. Clean and dry the proximal end of the fead. Take
care noi to move the lead when extension is disconnected.

6. Set aside the explanted components for return to Medtronic,
7. Cennect the replacement neurostimulator according to the product literature packaged
with that device. L
8. Return explanted devices to Medtronic according %o product literature packaged with
~ those devices,

Déclaration of conformity

Medironic declares that the Model 3058 and Model 3023 Neurostimulators are in canformity
with the essential requirements of Directive 1938/5/EC on Radio and Telecommunications
Terminal Equipment and Directive $0/385/EEC on Active Implantable Medical Devices.

For additiona! information, contact the appropriate Medtronic office listad on the inside back
cover of this manual.
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Control magnet

The Medtronic Model 7452 Control Magnet allows your patient to turn the Model 3023
Neurostimulator on or off. The control magnet is not used with the Model 3058 Neurostimulator.
When the control magnet on/off control circuit is enabled, applying the flat, rectangular edge of
the control magnet over the implant site for 1 to 2 seconds (Figure 11) and then removing it
turns the neurostimulator on or off.

Neurostimulator

‘Control Magnet

Figure 11. Control magnet properly positioned over the Model 3023 Neurostimulator.
If SoftStart/Stop is in use, turning the Model 3023 Neurostimulator on causes the amplitude to
ramp up from zero to the selected output amplitude. Turning the neurostimulator off causes the
amplitude to ramp down to zero again. The ramp time is set by the SoftStart/Stop parameters.
The control magnet on/off control circuit does not affect programmed parameters; when the
output is turned on with the control magnet, the output resumes its previously programmed
waveform and stimulation mode.
For patients who live or work in electrically noisy environments, random on or off switching may
be a problem. If on or off switching occurs, you can disable the magnet control circuitry with a
command to the neurostimulator from the clinician programmer. Detailed instructions on
disabling this feature are provided in the product literature packaged with the programmer
software.

Note: The patient with a Model 3023 Neurostimulator may carry the optional control

magnet to turn the neurostimulator on or off.
The patient programmer will still operate the neurostimulator because it uses a different circuit
than the control magnet to turn the neurostimulator on or off. The magnet control circuit can be
enabled again with another command from the clinician programmer, if desired.

ACautlon: Because the patient programmer is used to adjust or turn on or off the
neurostimulator, the patient must carry a programmer at all times. Patients implanted with
a Model 3023 Neurostimulator may also receive the optional Model 7452 Control Magnet
that is used to turn the neurostimulator on or off. In order for the control magnet to turn
the neurostimulator on or off, the clinician must enable Magnet Control on the Model 3023
Neurostimulator using the clinician programmer. Magnet Control can not be enabled or
disabled using the patient programmer.

28 English InterStim Therapy

MA12231A006 Rev B

15



MA12231A008en_ch.fm 5/5/06 312 pm Medtronic Confidential
QUS market releasa
4.625 x 6 inches (117 mm x 152 mm} ‘ : Neurolmplant_RO1

MA12231A006 Rev B

1706



MA12231A006en_chim S/506 3:12 pm
QUS market retaase
4625 x 6 inches (117 mm x 152 mm)

MA12231A006 Rev B

-

-

Medtronic Confidential
- Neurolmplant_R01

11



S

MA12231A006en_MLbcv.fm 4/5/06 3:12pm. Medtronic Confidential

0OUS market refease
4,625 x 6 inchas {117 mm x 152 mm} Neurolmptant_R01

Contacts:

Asla: Medironic International Ltid. - Latin Amerlca Headquarters: Medtrenic, Inc.
Tol, 852-2891-4068 Tel. 763-514-4000

Fax 852-2591-0313 Fax 763-514-487%

Medtronic Asia Ltd. Tha Netherlands: Medtronic B.V.

Tel. 82-2-548-1148 Tel. 045-5668000

Fax 82-2-518-4786 Fax 045-5668666

Australia: Medtronic Austratasia Ply. Ltd. Norway: Macdtronic Vingmed AS

Tel. 02-9879-5599 Tel. 67 580880 .

Fax 02-9879-5100 Fax 67 10 1212

Austria: Medtronic Osterreich GmbH Puoland: Medtranic Poland Sp. z c.0.
Tel. 01-24044 Tel. 48 22 465 69 00

Fax 01-24044-100 Fax 4B8-22 465 69 17

Belglum: Medtrenic Belgium S.A. Portugal: Medical Implant Portugal, Lda.
Tel. 02-456-0500 - Tel, 21-724-5100

Fax 02-460-2667 Fax 21-724-5199

Canada: Medtronic of Canada Lid. Spaln: Medtronic lbérica, S.A.

Tal, 905-826-6020 Tel. 91-625-D400 '

Fax 905-826-6620 Fax 81-650-7410

Czech Republic: Medtronic Czechia s.r.e. Sweden: Medtronic AB

Tel. 420 296579580 Tel. 08-5222-0000

Fax 420 296579589 ' Fax (8-5222-0050

Denmark: Medtronic-ViCare A/S Switzerland: Medtronic {Schweiz) AG
Tel. 45-823366 Tel. 021-803-8000

Fax 45-823365 Fax 021-803-8099

Finland: Medtronic Finland OYATD WU.K. and Iretand: Medtronic U.K. Ltd.
Tel. §-755-2500 Tel, 1923212213

Fax 9-755-25018 Fax 1923-241004

France: Medtronic France S.A.S. USA: Medtronie, Inc.’

Tel. 01-5538-1700 Tel. 1-763-505-5000

Fax 01-5538-1800 Toll-free 1-800-328-0810

Germany: Medtronic GmbH Fax 1-763-505-1000

Tal, 0211-52930

Fax 9211-5293100

Greece: Medironic Hellas S.A.
Tel. +30 2 10-677 90 99

Fax 30 210-677 93 89
Hungary: Medtranic Hungdria Kit,
Tel. 36 1 B89 06 00 .
Fax 36 1 869 06 99

ltaly: Mecdtronic ltalia SpA,
Tel. 02-241371

Fax 02-241381.

Tel. 0B-328141

Fax D6-3215812

Japan: Medtronic Japan

Tal. 044-540-6112

Fax 044-540-6200

MA12231A006 Rev8

18



M

‘ MA12231A006en_MLbcvfm 5/5/08 3:12 pm Medtronic Confidential
OUS market release . .
4.625 x 6 inches (117 mm x 152 mm) NeurolmplanF_R01

) ]
Medironic
When Life Depends on Medical Technology

Manufacturer

Medironic, Inc.

710 Medtronic Parkway
Minneapolis, MN 55432-5604
USA

Internet: www.medtronic.com
Tel. 1-763-505-5000

Fax 1-763-505-1000

Medtronic E.C. Authorized
Aepresentative/Distributed by
Medtronic B.V.

Earl Bakkenstraat 10

6422 PJ Heerlen

The Nethertands

Tet. 31-45-566-8000

Fax 31-45-566-8668

Europe/Africa/MIddle East
Headgquarters :
Medtronic Europe Sarl

Raoute du Molliau 31

Case Postale

CH-113t Tolochenaz
Switzerland

Internet: www.medtronic.co.uk
Tel. 41-21-802-7000

Fax 41-21-802-7900

Asia-Paclfic

Medtronic Internationail Eid.

Suite 1602 16/F, Manulife Plaza
The Lee Gardens, 33 Hysan Avenue
Causeway Bay

Hong Kong

Tel. 852-2891-4068

Fax 852-2581-0313

Contacts for specific countries are listed

IETIRUNL

*MA12231A006~

‘ MA12231A006 Rev B .

All Rights Reserved
MAI2231A006

l ® Medtronic, Inc. 2006



N

Bowel Control Clinical Trial Results

The Medtronic InterStim system was evaluated in a prospective multicenter trial at study
centers in the United States, Canada and Austraha for the indication of chronic fecal
incontinence.

Study Design and Methods

Trial Eligibility

The main study inclusion criteria were:

. 18 years of age or older

Diagnosis of chronic fecal incontinence of duration  greater than six months (>12
months post-vaginal childbirth) and defined as >2 incontinent episodes on average
per week of more than staining recorded during the baseline diary period

Failing or not being a candidate for more conservative treatments (such as dlet
modification, medlcal management or biofeedback therapy)

The main study exclusion criteria were:

Congenital anorectal malformations. -
Present rectal prolapse
Previous rectal surgery (such as rectopexy or resection) or sphincteroplasty done

-+ less than 12 months prior to study enrollment (24 months for cancer)

Neurological diseases such as clinically significant peripheral neuropathy or
complete spinal cord injury (1 €., paraplegia}
Grade [T hemorrhoids

Known or suspected organic disorders of the bowel (i.e., mﬂammatory bowel

. disease such'as Crohn’s or ulcerative colitis)

Chronic watery diarrhea, unmanageable by drugs or diet, as primary cause of
fecal incontinence. (Incontinent episodes with a Bristol stool consistency of >6 for
>4 days during the baseline diary period will be exclusionary, unless the
investigator determined that the diary was not indicative of chronic watery
diarrhea)

Pregnant or plannecl pregnancy

History of pelvic irradiation who presented with visible or functional effects of
trradiation

Active anal abscesses or fistulas

Anatomical limitations that would have prevented the successful placement of an

-electrode

Knowledge of planned MRIs, diathermy, microwave, or RF energy
Defect of external anal sphincter of > 60 degrees or amenable to surgical repair

?0



Design - The clinical study was a prospective, multicenter, non-randomized trial to
determine the safety and effectiveness of sacral nerve stimulation for the treatment of

- chronic fecal incontinence. Patients who had motor and/or sensory response to an acute

needle test (e.g., pulling sensation in the rectum, extending forward to the scrotum or
labia, bellows response, clamp of anal sphincter, leg/hip rotation, plantar flexion of the
entire foot) and who had a successful test stimulation (at-home evaluation during which
only symptom responses were recorded) were ehglble for permanent implant of the-
InterStim system.

Implanted patients were to be followed for a minimum of 12 months post-implant to

demonstrate the safety and effectiveness of the InterStim Therapy.

Methods - The cffect of InterStim Therapy on fecal incontinence was evaluated using a
bowel diary as the primary outcome measure. To qualify for test stimulation, patients
were required to complete a baseline Medtronic bowel diary to demonstrate greater than
two incontinent episodes on average per week of more than staining. Bowel diary results
completed during the test stimulation period were compared to those completed at
baseline. Patients must have shown at least a 50% improvement during test stimulation
compared to baseline to qualify for implantation of the InterStim system.

Treatment response was assessed on the basis of a Medtronic bowel diary for a minimum
of 10 consecutive 24 hour periods, not to exceed 14 days. In order for the patient to
qualify for permanent implant, the following success criteria were required to be met
during the test stimulation phase.

¢  250% reduction in number of incontinence episodes/week
and/or
» 250 % reduction in number of incontinence days/week

When compared to the baseline diary.

Follow-up visits for all implanted patients were scheduled at 3 months, 6 months and 12
months and then annually. The Medtronic bowel diary (including a question regarding
pad use) was completed two weeks prior to the scheduled follow-up visit. The Fecal
Incontinence Quality of Life (FIQOL)', Fecal Incontinence Severity Index (FISI)?, self-

_ rated bowel health questions (overall perception of bowel health), and anal manometry

(maximal mean incremefital squeeze pressure, and maximal mean resting pressure) were
completed during each follow-up visit. :

' Rockwood TH, Church JM, Fleshman JW, et al. Fecal Incontinence Quality of Life Scale: quality of life
instrument for patients with fecal incontinence. Dis Colon Recturn, Jan 2000;43(1):9-16; discussion 116-
17.

? Rockwood TH, Church JM, Fleshman JW, et al. Patient and surgeon ranking of the severity of symptoms
associated with fecal incontinence: the fecal incontinence severity index. Dis Colon Rectum. Dec
1999;42(12):1525-1532,
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The bowel diary was a measurement tool developed by Medtronic and its investigators
for use by subjects to record information about their bowel episodes. Over the diary
period, subjects recorded the date-and time of each bowel episode and responded to the
* following 5 questions related to each bowel episode:

¢ Amount of incontinence: none, staining, minor soiling, major soiling
e Urgency: no, yes

- » Ability to defer defecation: “How long were you able to hold your bowel
movement” :

e Stool description (Bristol Stool Scale): /-7

o Nocturnal bowel habits: “Did the episode occur while you were sleeping or
wake you from sleep”

A bowel movement was considered incontinent if the amount of incontinence was minor
soiling or major soiling.

Primary Endpoihts Included:

Safety — characterization of adverse events experienced with the use of the InterStim
Therapy System in patients with fecal incontinence during both the test stimulation and
permanent implantation.

- Effectiveness — demonstrate that at least 50% of subjects will achieve at least a 50%
reduction in the number of incontinent episodes per week at 12 months post implantation
compared to baseline.

Secondary Endpoints Included:

o Demonstrate that at least 50% of subjects will achieve at least 50% reduction in
the number of incontinent days per week at 12 months post implant compared to
baseline.

e Demonstrate imf)rovement in Fecal Incontinence Quality of Life (FIQOL) scores
at 12 months post-implant compared to baseline. The four component scales of
the FIQOL instrument will be analyzed separately.

Scale’l — lifestyle

Scale 2 — Coping/Behavior

Scale 3 — Depression/Self-Perception
Scale 4 — Embarrassment

'C O O O
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» Demonstrate that at least 50% of subjects will achieve at least 50% reduction to
the number of urgent incontinent episodes per week at 12 months compared to
baseline.

An intent-to-treat analysis was conducted which assumed no change for patients who
were missing bowel diaries at the 12-month visit unless a subsequent bowel diary was
available (modified worst-case analysis). Another per-protocol analysis was conducted
for patients who had complete data both at baseline and at the 12-month visit (completers
analysis)

Study Results

Two hundred eighty-five (285) patients were enrolled in the study. Of these 285 enrolled
patients, 132 met inclusion/exclusion criteria and underwent at least one, and in some
cases, up to two test stimulation procedures using a staged 1mp1ant technique. Of these
132 patients who underwent test stimulation, 120 patients (91%) had a successful test
stimulation result and were implanted with the InterStim System. The average post-
implant follow-up duration was 28 months (ranging from 2.2 to 69.5 months). The -
effectiveness of the device was evaluated for all trial subjects at 12 months. In addition,
adverse event data was collected from subjects who had the device implanted for 12
months (N=111), 24 months (N 76), 36 months.(N=34), 48 months (N=14), and 60
months (N"3)

Baseline Demographics

The mean age of the 120 implanted patients was 60.5 years (range 30.4 to 88 years) and

92% were women. The most common etiology of fecal incontinence was obstetric

trauma (46%). The type of fecal incontinence was passive (no awareness of loss of stool)
in 45% of patients, urge (inability to defer defecation) in 41%, and both urge and passive
in 14%. The mean duration of fecal incontinence since diagnosis was 6.8 years (median
3.5, range | to 44). As shown in Table 1, the patients experienced significant fecal
incontinence symptoms at baseline, reporting an average number of 9.4 incontinent
episodes per week (median 6.8) and an average number of 4.5 incontinent days per week
(median 4.4),

Table 1: Baseline Fecal Incontinence Symptoms

Symptom N | Mean | Std Dev | Minimum | Median | Maximum |
Weekly Incontinent | 155 | 94 | 73 23 6.8 42.0
Episodes : :

Weekly Incontinent | 15, | 45 1.6 1.0 4.4 7.0

Days

Weekly Urgent 120 4.9 4.9 0.0 3.3 26.7
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Symptom A N | Mecan | StdDev | Minimum | Median | Maximum

Incontinent Episodes

The occurrence of double (fecal and urinary) incontinence was a common finding in this,
study. Many of the patients reported urinary voiding disorders such as urinary urge

incontinence (33%), urinary stress incontinence (16%), urinary urgency frequency (10%)
and urmary retention (6%). . :

Thirty-four patients (28%) reported that they had previously undergone anal
sphincteroplasty that had failed to correct the fecal incontinence. Other prior surgical
pelvic procedures included hysterectomy (55%), cystocele repair (14%), rectocele repair

(13%), pelvic floor repair (7%), uterine prolapse repair (5%), enterocele repair (3%).

Adverse Events
Staged implant test stimulation
A total of 132 patients had a staged implant test stimulation procedure. As shown in

Table 2, there were 35 adverse events related to the device or use of the therapy reported
in 23 (17.4%) patients during the test stimulation phase.

Table 2: Device or Thérapy Related Adverse Events During Test Stimulation

, a
e | Nt |V
1 T - (n=132)
Tmplant site pain 5 5(3.8%)
Lead fracture .3 2(1:3%)
Hematoma ‘ 2 o 2(1.5%)
?n?é?atlon/dlslodgment 2 2(1.5%)
Pain in extremity 2 | 2(1.5%)
Skin irritation o 2 _ 2(1.5%)
Buttock pain 1 1(0.8%)
Chest pain 1 1(0.8%)
Constipation 1 1(0.8%)
Device malfunction ' 1 1{0.8%)
Diarrhea | 1 1(0.8%)
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Adverse Event Number of Numbqr (%) of
Preferred Term Events Patients
_ : . (n=132) .
Discomfort 1 1(0.8%) -
' Ecchymos-is‘ ‘ 1 1(0.8%)
Extension fracture 1 1(0.8%)
Hemorrhage 1 1{0.8%)
Implant site effusion 1 - 1(0.8%)
Implant site infection 1 1(0.8%)
Incisional drainage 1 1{0.8%)
Nausea ' 1 1(0.8%)
Pain 1 1(0.8%)
Paraesthesia 1 1{0.8%)
Urinary incontinence 1 1{0.8%)
Urinary retention 1 1(0.8%)
Urinary tract infection 1 1(0.8%)
Vaginal pain | 3 1(0.8%)
Total - 35 23(17.4%)

Note: the total number of patients may not add down columns, as the samie patient
may have experienced more than one type of event. -

Post-neurostimulator implant

A total of 120 patients had the neurostimulator implanted following successful staged
implant test stimulation. As shown-in Table 3, there were 237 adverse events related to
the device or use of the therapy reported in 88 (73.3%) patients during the implant phase.
The reported adverse event rate'is cumulative through the duration of the study (average
post-implant follow-up duration was 28 months, ranging from 2.2 to 69.5 months), The
majority of these adverse events resolved spontaneously, with re-programming, or with:
medications,
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Table 3: Device or Therapy Related Adverse Events Post Implant

Numberof | Namber i | Nitbrof | Namberof | b o
Adverse Events Events of Patiepts (Number of  (Number of | (Number of
Preferred Term (Cumulative | (Cumulative) Patients) Patients) Patients)
) (n=120) (=1 year). (1-2years) | (>2years)

Implant site pain 37 31(25.8%) 29(25) 7(7) 11y
Paraesthesia. 19 15(12.5%) 12(11) 5(5) 2(2)
Implant site infection 14 13(10.8%) 10(9) 3(3) 1(1)
Sct?;f‘l%:ﬁ‘gns"ma“"“ of 12 10(8.3%) 8(6) 0(0) - a4y
Urinary incontinence 8 8(6.7%) 7(7) 0(0) i(n
Diarrhea 6 6(5.0%) 5(5) 1(1) 0(0)
Constipation 5 5(4.2%) 5(5) 0(0) 0(0)
Erzg‘;jnt'ﬁﬁgt;’;m 5 5(4.2%) 5(5) 0(0) 0(0)
Pain 5 5(4.2%) 3(3) 0(0) 2(2)
Pain in extremity 5 5(4.2%) 5(5) 0(0) 0(0)
Urinary tract infection 5 5(4.2%) 3(3) 2(2) . 0(0)
Back pain’ 4 4(3.3%) 4(4) 0(0) 0(0)
Buttock pain 4 4(3.3%) 4(4) 0(0) - 0(0)
Proctalgia 4 4(3.3%) 3(3) 1(1) 0(0)
Serorna 4 4(3.3%) 4(4) - 0(0) 0(0)
Urinary retention 4 4(3.3%) 3(3) 0(0) 1(1)
;?;fationfdislodgmcnt 3 325%) 2 1) 22)
Coccydynia 3 3(2.5%) 1(1) 1(1) 1(1)
Defaecation urgency 3 3(2.5%) 2(2) 0(0) 1(1)
Implant site erosion 3 3(2.5%) 3(3) 0(0) 0(0)

| Incontinence 3 3(2.5%) 33) 0(0) 00y
St TP s s | 0@ 20) 10
Skin irritation 3 3(2.5%) 3(3) 0(0) 0(0)
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Number of

Adverse Events lNl}lEI:::trsOf 1\2;“?:::1'21(1:/:) Events NLEE:ESOf NETES{SOf
_ _ : (Number of | (Number of | (Number of
Preferred Term (Cumulative | (Cumulative) Patients) Patierits) Patients)
) (#=120) (s1year) | (1-2years) | (>2years)
Ii‘;;:g;‘i‘:" product 3 3(2.5%) 33) 0(0) 0(0)
Urinary tract disorder 3 3(2.5%) 33 0(0) 00
i | 2 | 0m | w0 | w0 | o
Cystitis 2 2(1.7%) 1(1) 1(1) 0(0)
Erythema 2 2(1.7%) 1(1) 0(0) 1(1)
|Lead fracture 2 2(1.7%) 2(2) 0(0) 0(0)
Micturition urgency 2 2(1.7%) 202) 0(0) L 0(0)
Muscle spasms 2 2(1.7%) 2(2) 0(0) 0(0)
gf;‘;’figg‘“’a‘.‘” 2 2(1.7%) 11y 1(1) 0(0)
Pelvic pain 2 2(1.7%) 1(1) 1(1) 0(0)
Poltakiuria 2 2(1.7%) 1(1) 1(1) 0(0)
Wound dehiscence 2 2(1.7%) 2(2) 0(0) 0(0)
| High impedance 2 1(0.8%) 1(1) 0(0) 1(1)
Scrotal pain 2 100.8%) - | 2() 0(0) 0(0)
Abdominal pain 1 | 1(0.8%) 1(1) 0(0) 0(0)
Abnormal faeces 1 100.8%) | - 00) 1(1) 0(0)
Anal discomfort 1 1(0.8%) 1(1) 0(0) 0(0)
Anorectal disorder 1 1(0.8%) 1(1) 0(0) 0(0)
| Arthralgia B 1(0.8%) 11 0(0) 0(0)
Bursitis 1 1(0.8%) 1(1) 0(0) 0(0)
Chest pain 1 1{0.8%) 1(1) 0(0) 0(0)
Depression 1 1(0.8%) 1) 0(0) 0(0)
Dermatitis 1 - 1(0.8%) 1(1) 0(0) - 0(0)
Device malfunction 1 1(0.8%) 1(1) 0(0) V()]
Ecchymosis 1 1(0.8%) 1(1) 0(0) 0o
Extension fracture 1 1(0.8%) 11 - 0(0) 0(0)
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s | o M09 | | " | e
Preferred Term (Cumulative | (Cumulative) (ﬁgi?:;g; t (1;2?;:;;; f (l;])zrtril:;g) f
) (0=120) (£ 1year) | (1-2years) | (>2years)
Faccaloma 1 1(0.8%) 1(1) 0(0) 0(0)
Flatulence 1 - 1(0.8%) 1(1) 0(0) 0(0)
ggj:;fn?:wel 1 108%) |1 0(0) 0(0)
g‘;f)fg;ftemal 1 1(0.8%) 0(0) 11 0(0)
motility disorder ) 108%) | 00 1y 00)
Genital pruritus female 1 1{0.8%) 1(1) 0(0) 0(0)
Haematoma 1 1(0.8%) 1(1) 0(0) 0(0)
Headache 1 1(0.8%) 0(0) 1(1) - 0(0)
Hypoaesthesia 1 1(0.8%) 0(0) 1(1) )]
Implant site discharge 1 1(0.8%) 1(1) 0(0) 0(0)
Implant site effusion I 1{0.8%) I(1) 0(0) o)
Implant site erythema 1 1(0.8%) I(1) 0(0) 0(0)
Implant site irritation - 1 1(0.8%) 0(0) 1(1) 0(0)
Implant site swelling I - 1(0.8%) 1(1) 0(0) 0(0)
i‘;‘;‘f};ﬁ‘;‘fﬂ I 108%) | 1) 0(0) 0(0)
Insomnia 1 - 1(0.8%) 1(1) 0(0) 0(0)
Nausea 1 1(0.8%) (1) 0(0) 0(0)
Pyrexia 1 1(0.8%) 1(1) 0(0) - 0(0)
Rash 1 1(0.8%) 1(1) 0(0) 0(0)
Rectal discharge 1 1(0.8%) 1(1) 0(0) 0(0)
Sacral pain 1 1(0.8%) 1{(1) 0(0) 0(0) -
Sciatica 1 1(0.8%) 1(1) 0(0) 0(0)
Sensation of heaviness 1 1{0.8%) 1(1) 0(0) 0(0)
Sensory disturbance ! 1(0.8%) 0(0) 0(0) 1(1)
Tenderness 1(0.8%) (1) 0(0) 0(0)
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7 Number of | Number (%) Number of | Number of | Number of
< , - ] Events Events Events
Adverse Events Events of Patients
] : (Number of | (Number of | (Number of
Preferred Term (Cumulative | (Cumulative) Patients) Patients) Patients)
) (n=120) (£1year) | (1 -2 years) | (> 2 years)
Toe deformity 1 1(0.8%) 1(1) 0(0) 0(0)
Vaginal pain 1 1008%) | 1) 0(0) 0(0)
Vomiting 1 10.8%) | 1) - 0(0) 0(0)
Vulvovaginal . ‘
discomt Og w ] 1(0.8%) 1(1) 0(0) 0(0)
Wound 1 1008%) |- 1(1) 00y 0(0)
Wound complication \ 1(0.8%) 1(1) 0(0) 0(0)
Total : 237 88(73.3%) 182(78) 33(26) . 22(17)

Note: the total number of patients may not add across rows, as the same patient may have
experienced the same type of event more than once; similarly the total number of patients
may not add down columns, as the same patient may have experienced more than one
type of event.

Serious Adverse Events

Device or therapy related serious adverse events that occurred post implant are provided
in Table 4. : :

Table 4: Device or Therapy Related Serious Adverse Events Post- Implant

Adverse Event - Numberof - Number (%) of
Preferred Term Serious Events Patients
(n=120)
Implant site infection 6 5(4.2%)
Implant site pain 4 3 (2.5%)
Seroma 3 3'(2.5%)
Implant site erosion 2 2 (1.7%)
Defecation urgency 1 1(0.8%) .
Lead migration/dislodgment 1 1 (0.8%)
Therapeutic product incffective 1 1 (0.8%)
Urinary retention 1 1 (0.8%)
Urinary tract infection 1 1 (0.8%)
Total ' 20 13 (10.8%)

Note: the total number of patients may not add down columns, as the same patient
may have experienced more than one type of event.
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There were no device/therapy- related deaths in the study, there were three patient-related
deaths.

Surgical Revisions

Out of 120 patients implanted with the InterStim system, 22 had at least one revision or
replacement. The cumulative probability of the patient needing surgical revision
(including device replacement) was 10% at 12 months and 17% at 24 months.

Fourteen patients had their InterStim systems explanted. Six were explanted due to lack
of efficacy, two for skin erosion, two for implant site infection, one for recurrent seroma,
one for implant site pain, one for untreatable diarrhea, and one was explanted to undergo
an MRI secondary to an adrenal mass. .

Effectiveness

Bowel diary results showed significant reduction in fecal incontinence in patients
implanted with the InterStim system at 12 months compared to baseline. Table 4 shows
success rates at 12-months post implant. With conservative assumptions (no change from
baseline) for patients lost to follow-up or with missing diary data at twelve months post
implant (modified worst-case analysis), 73% of patients had achieved at least 50%
reduction in incontinent episodes per week. With per-protocol analysis where only
patients with complete data at baseline and at 12-months were evaluated, 83% of patients
had achieved at least 50% reduction in incontinent episodes per week.

Table 4: Success Rates at 12-Months Post Implant

: Intent-to-Treat (Modified Per-Protocol
Effectiveness Outcome Worst-Case) Analysis (Completers) Analysis
(n=120} (n=106)

>50% reduction in ,
incontinent episodes per week | 73% (88/ 120) 83% (88/106)

from baseline

>50% reduction in

incontinent days per week from | 73% (88/120) 83% (88/106)
baseline . :

>50% reduction in -

urgent incontinent episodes per | 71% (85/120) 80% (85/106)

week from basel_ine

Table 5 shows the average number of incontinent episodes per week, the average
incontinent days per week, and the average urgent incontinent episodes per week as
reported by patients at baseline and at 12-months post implant.

Table 5 Fecal Incontinence Symptoms at Baseline and 12-Months Post Implant

11
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Intent-to-Treat (Modified
Worst-Case) Analysis

Per Profocol {Completers).
- Analysis (n=106) .

(n=120)
Fecal Incontinence Baselii 12-Month Baseli 12-Month
Symptoms seline -Months aseline -Months
| Average incontinent
episodes per week ‘9'4 31 02 12
Average incontinent days 45 15 45 11
er week : i

A\ferage urgent incontinent 50 1.7 49 12
episodes per week

Table 6 shows categorized percent improvement in incontinent episodes per week from
baseline to 12-months post implant. With the intent-to-treat (modified worst-case)

analysis, 35.8% of patients achieved full continence of bowel movements, and with the
per protocol (completers) analysis, 40.6% achieved full continence.

Table 6 Improvement Cate

rories (Incontinent Episodes Per Week).

Intent-to-Treat (Modified | p o p, 01 (Completers)
Worst-Case) Analysis Analysis (n=106)
(n=120)
Improvement
Categories Number of | Percent of ‘| Number of | Percent of
(Incontinent Episodes | Subjects Subjects Subjects Subjects
 Per Week) ' ' ' '
100% ' 43 35.8% 43 40.6%
75-99% 30 25.0% 30 28.3%
50-74% 15 12.5% 15 14.2%
1-49% 10 8.3% 10 9.4%.
< 0% 22% 18.3% -8 7.6%

a decrease in bowel episodes per week.

Internal Anal Sphincter (IAS) Defect

*This includes 14 subjects who did not complete the 12 month bowel diary; therefore,
their baseline bowel diary was used as their 12 month bowel diary and thus did not show

The presence of an Internal Anal Sphincter (IAS) defect often implies that an obstetric
tear has extended through the external anal sphincter (EAS) to involve the JAS. A
disruption of the IAS may indicate a more severe injury.: Based on a per-protocol
(completers) analysis, the success rate among 20 patients with an IAS defect was 65%,
compared to §7% among the 86 patients without an IAS defect. This suggests that the
presence of an IAS defect may be associated with reduced success; nonetheless, more

than half of the patients (65%) with severe sphincter defect were still able to demonstrate

effectiveness with the InterStim system.

12
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Improvement in Quality of Life

Patients implanted with the InterStim system reported improvements in various aspects of
their quality of life. To evaluate thesé improvements, patients completed questionnaires
that measured their quality of life, perception.of bowel health, and severity of their fecal
incontinence. As shown in Figure 1, patients reported significant improvement in their
quality of life at 12 months. This included lifestyle, coping/behavior, depression/self-

. perception, and embarrassment. Patient perception of their bowel health, on average,

doubled from baseline to a more favorable state at 12 months. Additionally, the Jeakage
of gas, mucus, liquid and solid stool showed a significant decrease at 12 months. Useof
minipads/panty liners and other forms of protective undergarment was significantly
reduced during the follow-up period.
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Anorectal manometry was performed at baseline and each post implant follow-up to

assess maximal mean resting pressure and maximal mean incremental squeeze pressure.
Significant improvement in fecal incontinence symptoms were observed without
improvement in these specific anal manometry parameters.
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d \
Contact us by phone )Y

Our experienced Patient
Services group is available to
answer any questions or
concerns you may have about
your InterStim Therapy
system.

To speak directly with a Patient

Services representative call

1-800-510-6735. Our staff is available Monday
through Friday from

8:00 AM to 5:00 PM (Central Time).

Contact us online

Medtronic is dedicated to providing you with
the most up to date information available
about your Medtronic InterStim Therapy
system. Website information is available

24 hours a day at: www.interstim.com.
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How to contact Medironic

F-N

To update or order a new registration
card contact:

Medtronic Inc., Patient Services Department,

Mail Stop V25, 3850 Victoria Street North,

Shoreview, MN 55126-2978
(1-800-551-5544).

Who should | contact if | have a
question or concern about my health
or InterStim Therapy settings?

Always discuss any questions or concerns -
you have about your health or InterStim
Therapy system settings with your doctor.
Your doctor is the appropriate person to
contact about your health or therapy
management. He or she has your medical
records and knows your medical history. As a
medical device manufacturer, Medtronic is not
able to comment on your medical condition.
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Inform'at'ion about you
and your InterStim
Therapy system

Your personal information
Your doctor’s name __

Speciality
Phone

Your doctor's name

Speciality
Phone

Your nurse or clinician’s name

Your medications

Information about you and your interStim Therapy system

L5,
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Information about you and your interStim Therapy system

Emergency contact information

Name _
Relationship
Phone

Name
Relationship
Phone

Your InterStim Therapy system
information
Date of implant

Hospital where your neurostimulator was
implanted

Neurostimulator Model number '
Serial #

Lead _Model number
Serial #

Extension (if applicable)
Model number
Serial #.

English  3058/3023 2008-10

MA13I245A005 RevX .

af



MA13245A_contacts.fm 1/22/09 2:11 pm
4.625" x 6.0" (117.475 mm x 152.4 mm)

Patient Programmer
Model number

Medtronic Confidential
" NeuroPatntR00

Serial #

Notes
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Test stimulation for urinary control or
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Glossary

The words that appear in bold'in this Patient
Therapy Guide are defined here for your
convenience.

Amplitude - The strength or intensity of
stimulation measured in volts.

Anus - The opening at the bottom of the
rectum through which stool passes.

Bowel control — See fecal incontinence.

Bowe! diary - A pocket-sized booklet used
daily to record bowel symptoms. +

Cardioverter Defibrillator — A small,
implantable device which is used to treat
heart beats that are too fast. Also referred
to as an implantable cardioverter
defibrillator or ICD. '

Catheter — A small tube used to withdraw urine
from the body.

Clinician - The term clinician is used in this
guide to refer to a specialized medical
‘professional such as a doctor, nurse,

Glossary
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medical technician, specialist, or
Medtronic consultant.

Clinician programmer - The clinician
programmer is a small hand-held
electronic device used by a clinician, such
as your doctor or nurse, to set up the
operating features of an imptanted
neurostimulator. It is similar to the patient
programmer.

Colon - The lower part of the Iargel intestine,
above the rectum.

+ " Contraindication — Something that is
} absolutely not allowed, under any
' circumstances, because the risk
outweighs any benefits.

Defecation — The evacuation of stool from the
bowels, also known as a bowel movement.

Diathermy — A type of medical treatment that
delivers energy to treat specific areas of
the body. These treatments are typically
used to relieve pain, stiffness, and muscle
spasms, reduce joint contractures, reduce

Glossary
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swelling and pain after surgery, and
promote wound healing.

Electromagnetic compatibility (EMC) - Fields

of energy produced by certain types of
equipment that use electricity and
magnets may interfere with the normal
operation of other electronic devices, such
as an implanted neurostimulator. The
energy fields created around electrical
items can be strong or weak. The closer to
the item you are, the stronger the energy
field. Electromagnetic compatibility means
that the electrical energy field generated
by an electrical item is compatible with
other electrically sensitive items such as
an implanted heart device.

Electromagnetic interference (EMI) —

MA13245A005

Everything that uses electricity produces a
field of electromagnetic energy. This
energy field surrounds the electrical item
while it is connected to a source of
electricity (even a battery source). The
energy field is strongest near the item and
weakens with distance from the item.

3058/3023 2008-10 English
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Strong EMI oﬂén affects how electronic
devices function.

Fecal incontinence — An accident or leaking
involving stool (bowel control).

Hematoma - A localized swelling filled with
blood resulting from a break in a blood
vessel.

Incontinénce-(urinary) - Inability to control the
flow of urine from the bladder. '

Incontinence (fecal) - Inability to control the
the escape of gas, stool, or liquid stool
from the rectum.

InterStim Therapy system - A therapy in which
an implanted stimulation system sends
mild electrical pulses to the sacral nerve to
help reduce bladder control or bowel
control problems.

" Lead - A small insulated wire which delivers

electrical stimulation to a nerve or muscle.

Long-term lead — The type of implanted lead
used for long-term InterStim Therapy.

English 3058/3023 2008-10 .
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Magnetic Resonance Imaging (MRI) - A
diagnostic method that produces
computerized images of internal body
tissues.

Neurostimulator — A small, implantable device
that produces the mild electrical pulses for
nerve stimulation.

Patient Programmer — A hand-held electronic
device used by the patient to control
amplitude and turn the neurostimulator on
and off.

Rectum - The last 6 to 8 inches of the large
intestine. The rectum stores solid waste
until it leaves the body through the anus.

Retention {urinary) — Inability 1o empty the
bladder. Patients suffering from this
condition may be unable to start to void

with no urine emptying from the bladder, or-

may start to void but be unable to
completely empty the bladder.

Sacral nerves — Nerves located near the base
of the spinal cord in the lower back. Sacral

3058/3023 2008-10 English
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nerves control the bladder, bowel, and
pelvic organs.

Screener cable — The screener cable is used
to connect the implanted lead to the
external test stimulator during a test .
stimulation. _

Seroma - A fluid-filled mass in a tissue or
organ.

Stimulation - Electrical pulses.generated-by a
neurostimulator.

Stool - Solid waste material eliminated from
the body; also referred to as “feces.”
Test stimulator — A battery-powered device,
worn externally, that sends mild electrical

pulses to the sacral nerve.

Ultrasound — High-frequency sound waves
used to diagnose certain conditions.

Urge incontinence (urinary) — The involuntary
loss of urine (incontinence) associated
with a sudden, strong desire to void
(urgency).
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Urgency-frequency {urinary) — An
uncontrollable urge to-urinate that results
in frequent, small amounts of urine voided

as often as every 15 minutes,

Urinary - Relating to the system that makes
and releases urine.

Urinate — To release urine from the bladder.

Void - To release urine from the bladder.

Voiding diary — A pocket-sized booklet used
daily to record urinary symptoms.

Voiding dysfunction — Being unable to contro!
the frequency, timing, and amount of urine
voided when there is a need to go to the
bathroom.

Warning - An alert about possible injury or a

problem that may happen as you use or
misuse a device. '

Glossary
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How to use your
Patient Therap
Guide |

Your Patient Therapy Guideis =
designed to help you

understand how the InterStim
Therapy system works and to o
answer guestions you may C e
have about how the therapy L
may affect your day-to-day life.

InterStim Therapy can be +
prescribed to help the symptoms of urinary

control or bowel control problems. The

majority of the information is the same for both

conditions, however where necessary the

guide provides individual chapters to address

each condition.

« Information specific to urinary control is
found in Chapter 2.

» Information specific to bowel control is
found in Chapter 3.
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How the guide is organized
* Chapter 1, What is the InterStim Therapy

How to use your Patient Therapy Guide

[
N

MA13245A005

system?

— describes the InterStim Therapy
system components and explams how
the therapy works

Chapter 2, How interStim Therapy works
to treat your urinary control symptoms

— describes the 'body’s urinary system

~ provides important guidelines for the
test stimulation period

.~ includes a sample voiding diary

Chapter 3, How InterStim Therapy works
to treat your bowel controi symptoms

- describes the body's bowel system

— provides important guidelines for the
test stimulation period

— includes a sample of a bowel diary

English 3058/3023 2008-10
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Chapter 4, Test stimulation for urinary
control or bowel control

- describes the interStim Therapy test
stimulation period

— provides an overview of the procedure

- answers commonly asked questions
about the test stimulation period

Chapter 5, Long-term InterStim Therapy -

- describes the implant procedure for the
long-term InterStim Therapy system-

Chapter 6, Living with your InterStim
Therapy system

— provides important information about
living with your impianted InterStim

Therapy system, including any changes -

to daily activities

- lists possible complications and
precautions you should be aware of

2008-10 3058/3023 English
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* Appendix A, Electromagnetic
interference (EMI}

- describes the possible effects of
electromagnetic interference on your
implanted InterStim system

— lists household and office appliances
that do not cause electromagnetic
interference problems

* Appendix B, Information for your doctors

— provides a list of medical procedures
that you can and cannot be exposed to
when you have an implanted InterStim
system ‘

— provides precautionary information
intended for any clinicians who are
providing medical or dental care for you

+ Appendix C, Clinical trial results
— provides results from clinical trials

How to use your Patient Therapy Guide
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Note: For information on how to use your
InterStim Therapy Patient Programmer, read
the manual provided with your patient
programmer. If you have questions, contact
your doctor. S

Special notes
Some things to notice about your guide:

MA13245A005

Words that appear in bold lettering are
defined in the Glossary found at the
beginning of this guide.

It is a very good idea to bring this guide
along to all of your health care provider
appointments and share this information
with doctors, dentists, and other health
care professionals who may not be familiar
with the InterStim Therapy system.

Appendix B, Information for your doctors,
on page 93, provides precautionary
information for your doctors about medical
procedures that may not be compatible
with the InterStim Therapy system.
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1 What is the
InterStim Therapy \,\
system? N\

InterStim Therapy is a treatment that may
relieve urinary control or bowel control
symptoms for some people for whom other
treatments have not worked. The InterStim
Therapy system has been implanted in over
50,000 patients worldwide.

The InterStim Therapy system uses mild
electrical pulses to stimulate the sacral nerve
located near the tailbone.
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Stimulation will not cure your urinary control
or bowel control problems. It may however
reduce your symptoms to a tolerable level and
allow you to resume many of your daily
activities. o :

The InterStim Therapy system

The InterStim Therapy system includes three
parts:

« a small neurostimulator device which
generates mild electrical stimulation,
similar to a pacemaker.

*» a lead or insulated wire which is also
implanted. One end of the lead is
connected to the neurostimulator and the
other end delivers mild electrical pulses to
your sacrai nerve area.

a therapy control device, called a Patient
Programmer. You can use this hand-held
device to adjust the therapy or turn the
therapy on or off. The programmer is used
by holding it over the implanted
neurostimulator.

What is the InterStim Therapy system? 1
L ]
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Your clinician will also have a device to
control the amount of therapy the .
neurostimulator provides.

7
/

e g s

/

— backbone

T

LA
e
ol

- $acral
.. Nerve
area

‘ * tailbone

e S

#

Figure 1.1 The implanted InterStim Therapy
system.

! See the manual provided with your Patient
Programmer for complete operating information. .
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What is the InterStim Therapy syétem? 1

&
[~

Your InterStim neurostimulator
battery '

Your InterStim neurostimulator is powered
by a battery. The battery is sealed inside the
neurostimulator and therefore cannot be
replaced without replacing the entire
neurostimulator.

As the battery strength depletes over time,
eventually the battery will become too weak to
power the neurostimulator. When this

happens, you will need to have the

neurostimulator surgically replaced.

How long the battery lasts depends on your
stimulation settings and how often the
neurostimulator is on. Like any battery-
powered device, the more it is used and the
higher the settings, the faster the battery
power will be depleted.

The first time your neurostimulator is
programmed, your doctor or nurse should be
able to estimate how long your
neurostimulator battery will last. This estimate
is based on the initial programmed settings of
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your neurostimulator. Any changes to your
programmed settings will affect battery power
over time. o

The battery power of your neurostimulator will
be checked at your follow-up appointments.
An indicator will also appear on the screen of
your patient programmer when the battery
power is low. When the battery power is low,
your.doctor or nurse will talk to you about

. scheduling an appointment to replace the
neurostimulator.

If you have any questions about how long your
neurostimulator battery will last, talk to your
doctor or nurse.

-

What is the InterStim Therapy system? 1

L7
-
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- 2 How InterStim
Therapy works to
treat your urinary
control symptoms

Your doctor feels you might benefit from
Medtronic’s InterStim Therapy.' '

In order to understand how the InterStim
Therapy system works for urinary control, it is

' Note: Itis not known whether InterStim Therapy is safe
to use during pregnancy. For more information about
precautions related to the InterStim system, see
Chapter 6, Living with your InterStim Therapy system,
oh page 71.

2008-10 3058/3023 English 33

MA13245A005  Rev X

1S



MA13245A_UrinarySystem.fm  1/22/08 211 ; Madtronic Confidential

pm

NeuroPatntR00

4.625" x 6.0" (117.475 mm x 152.4 mm)

34

How InterStim Therapy works to treat your urinary control symptoms 2

helpful to understand how the urinary system
functions.

Your body’s urinary system

Your body’s urinafy system includes the
kidneys, ureters, bladder, and urethra.

The kidneys remove excess fluid and waste
from the blood and continuously produce
urine. The ureters carry urine from the kidneys
to the bladder where urine is stored.

The urethra is the tube through which urine
flows during urination.

Engtish 3G58/3023 2008-10
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'As the bladder
becomes fuil, a
message is sent to
the brain through
the sacral nerve
(located near the
tailbone) that it is
time to urinate. The
brain then tells the

" bladder muscle,
again through the
sacral nerve, to
contract and the
pelvic muscles to
relax. This allows
the bladder to empty

" itself of urine.

Medtronic Confidential
NeuroPatntR00

Kidneys

Ureters

- Bladder

"/ Urethra

Figure 2.1
The Urinary System

It is believed that bladder control problems

- may be due to faulty communication between
the brain and the bladder. Your body and brain
communicate using your internal nervous
system and if there is a problem with this

MA13245A005  Rev X

2008-10 3058/3023 Engtish

+

How InterStim Therapy works to treat‘your urinary control symptoms 2

(7]
[4,]



MA13245A_UrinarySystem.fm  1/22/09 2:14 Medtronic Confidential

pm .
4.625" x 6,0" (117,475 mm x 152.4 mm)

How InterStim Therapy Worké to treat your urinary control symptoms 2

NeuroPatntR00

communication, then you may have limited-
control over your biadder function.

Can the interStim Therapy
system help you?

This therapy has helped thousands of people
with urinary control problems who did not
respond to other treatments, such as a
change in diet, medication, biofeedback, or
catheterization.

Urinary urge incontinence — Involuntary loss
of urine associated with a sudden, strong
desire to void.

Urinary urgency-frequency — An
uncontrollable urge to urinate that results in
frequent, small amounts of urine voided as
often as every 15 minutes. '

Urinary retention — The inability to empty the
bladder. If you have this condition, you may
need to use a catheter to empty your bladder.

36 English 13058/3023  2008-10
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Sample voiding diary

You will receive a voiding diary from your
doctor. A voiding diary is used to track your
symptoms for a few days. This record of your
symptoms will provide your doctor with
valuable information.

"You will be asked to:

» Before your test stimulation, record -
information, such as how often and how
much you empty your bladder or
experience symptoms.

* During yodrtest stimulation, record how
stimulation affects your symptoms.

~+ After your test stimulation, monitor any
return of symptoms. ‘

You may need to complete several diaries
before, during, and after your test stimulation.
It is important to complete the diary accurately
in order to give your doctor a detailed picture
of how the InterStim Therapy works for you. A
complete record may also be important for
your insurance company.

How InterStim Therapy works to treat your urinary control symptoms 2
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The diary is small enough to.tuck into a purse
or pocket so that you can carry it with you.
Each time you experience symptoms, jot
down or circle the correct information. it takes
just a moment to do this, but the information is
‘very important. It will help you and your doctor
determine whether an InterStim Therapy
system can help you.

How to use your voiding diary
“The diary provides an area inside the front

cover for you and your doctor to indicate

-which stage of the treatment is being —|—
recorded. The summary page inside the back

cover, has an.area where you give a short

description of your symptoms over the

previous days. You have space to record

symptoms for several days. Your doctor will

give you additional diaries if you need them.

Your doctor or nurse will show you how to
complete the voiding diary. If you have
questions later, contact your doctor or nurse.
Be sure to bring the diary with you when you:
visit the doctor’s office again.

How InterStim Therapy works to treat your urinary control symptoms 2
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Diary for urinary control
symptoms

Each time you urinate or experience
symptoms, complete one column in the chart.
Begin with the date and time, and work down
the column, following steps 1-6 as instructed
by your doctor. '

1: Volume voided into measuring cup. You
will be given a cup marked in milliliters.
Urinate into the cup and write down the
number of milliliters you have urinated.

2. Volume measured by catheter. Record -
this information only if you use a catheter.

3. Leaking episode. If you leak urine, you
need to estimate the amount of the leak.
Choose from None to Heavy and circle the
appropriate term.

4, Change“ of pad or diaper. Circle yes or no
to indicate whether you had to change a
pad or diaper because of leaking. '

2008-10 3058/3023 English
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5. Did you feel empty after voiding? Circle
yes or no to indicate whether your bladder
felt empty after you urinated or leaked.

6. Degree of urgency prior to voiding.
Indicate the strength- of the urge you felt
before you urinated compared to other
times you've voided. Circle the appropriate
term.

See Figure 2.2 for an example of a urinary
control voiding diary.

How InterStim Therapy works to treat your urinary gontrol symptoms 2
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Steps for a successful test
stimulation period

You can help make the test stimulation a
success by doing the following:

+ Do not drink more or less than usual.

For the test to be successful, you want to
test how your body, with the help of the
stimulation, handles a typical intake of
liquids.

» Don't try to hold your urine.

You may find that you can go longer +
without voiding or leaking and may want to

test your body’s new ability to hold urine.

Don’t do this. Allow your bladder to

determine when it needs to be emptied.

Holding urine will interfere with measuring

the effect of the therapy.

» Void only when you feel the urge to go.

You've probably learned ways to manage
your symptoms and avoid embarrassing
episodes. Perhaps you visit the rest room
as soon as you enter a restaurant or

How InterStim Therapy works to treat your urinary control symptoms 2
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shopping center. Perhaps you go every
half hour, whether or not you feel the urge.
During the test stimulation period, void
only when you feel the urge to urinate or
when you sense that your bladder is full.
This practice will help you get into a more
regular voiding schedule.

Record each urination or leaking episode
in your diary.

You and. your doctor will need complete,
accurate information in order to determine

if an InterStim Therapy system is right for

you. :
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3 How InterStim
Therapy works to
treat your bowel
control symptoms

Bowel control problems, can be
uncomfortable, embarrassing, and frustrating.

You and your doctor may have tried several
therapies that have not been successful in
treating your bowel control problem. You may
have changed your diet, used medications,
increased your exercise, undergone
biofeedback, or had surgery for your bowel
control problem. ‘
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Your doctor believes that you might benefit

from interStim Therapy, which may provide
. relief from your symptoms and allow you to
. return to a more desired lifestyle.

This therapy has helped thousands of people
with bowel control problems who did not
respond to other treatments, such as a
change in diet, medication, or biofeedback.

Your body’s bowel system

In order to understand how the InterStim
Therapy system works for bowel control it is
helpful to understand how the bowel system
functions. Bowel control depends on the
coordinated effort of many different muscles
and nerves. Any problem with the function of
one or more of these muscles or nerves can
lead to bowel control problems.

Depending on the cause and the severity of
the problem, treatments such as changes in
diet and exercise, medications, or surgery
may be used.

How InterStim Therapy works to treat your bowel control symptoms 3
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Continence, the ability to hold stool until an

appropriate time, depends on the consistency

of the stool and the following:
* ability of the rectum to hold stool

+ ability of the nerves to send signals when
the rectum is full

. abi!ity of the anéf sphincter muscles to
hold the anus closed

You can experience incontinence if any of
these areas do not function properly.
Bowel control symptom
descriptions

The following symptom definitions will help
you describe your bowel control problems
when filling out the bowel diary.

Staining — Accident caused stain on buttocks,

pad, diaper or clothing.

Minor soiling — Accident was 'small enough
that an immediate change of pad, diaper, or
clothing was not necessary.
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Major soiling — Accident requires immediate
change of pad, diaper, or clothing.

Sample bowel diary

A bowel diary is used to track your symptoms
for a few days. It will provide your-doctor with
valuable information.

You will be asked to:

+ Before your test stimulation, record

. information, such as how often and how
much you empty your bowels or
experience symptoms.

+ During your test stimulation, record how
stimulation affects. your symptoms.

» After your test stimulation, monitor any
return of symptoms.

You may need to complete several diaries
before, during, and after your test stimulation.
It is important to complete the diary accurately
in order to give your doctor a detailed picture
of how the InterStim Therapy works for you. A
complete record may also be important for
your insurance company.

How InterStim Therapy works to treat your bowel control symptoms 3
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The diary is small enough to tuck into a purse
or pocket so that you can carry it with you.
Each time you experience symptoms, jot
down or circle the correct information. It takes
just a moment to do this, but the information is
very important. It will help you and your doctor
determine whether an InterStim Therapy
system can help you.

How to use your bowel diary

The diary provides an area inside the front
cover for you and your doctor to indicate
which stage of the treatment is being
‘recorded. The summary page inside the back
cover has an area where you give a short
description of your symptoms over the
previous several days. You have space to
record symptoms for several days. Your
doctor will give you additional diaries if you
need them.

Your doctor or nurse will show youhowto
complete the bowel control diary. If you have
guestions later, contact your doctor or nurse.

How InterStim Therapy works to treat your bowel control symptoms 3
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Be sure to bring the diary with you when you
visit the doctor’s office again. '

Diary for bowel control

symptoms ‘
1. Begin this diary when instructed by your
clinician.

2. Record all bowel episodes occurring
during the period as directed by your
clinician.

3. Record only one bowel episode per

cofumn. . +

A bowel episode is considered any the
following: ‘

-~ Defecation: bowel movement in the
toilet (continent event).

— Fecal incontinence: accident or
leaking involving stool.

4. Answer all the questions. _
5. Choose only one answer per question.

How interStim Therapy works 1o treat your bowel control symptoms 3
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6. If you complete the diary, continue
recording bowel episodes with another -
diary.

7. If you have a day without any accidents or

bowel episodes, fill-in the date and check
the “No Episodes” box.

8. If you have any questions concerning this
diary, please call your physician.

See Figure 3.1 for an example of a bowel
control diary.
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4 Test stimuiation
for urinary control
or bowel control

If your doctor feels you are a candidate forthé
InterStim Therapy system, you will be
scheduled for a test stimulation.

The test stimulation allows you to experience
the effects of InterStim Therapy at home for a
short period of time. Based on the results of
the test stimulation, your doctor can determine
if the InterStim Therapy system may be
beneficial for you.
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Before deciding to try an InterStim test
stimulation, your doctor or nurse will review
your medical history with you and will ask you
to write down your urinary or bowel habits in a
diary. '

This information will be used to decide if an
InterStim Therapy system would be helpful.

What is test stimulation?

Your doctor will discuss the test stimulation
procedure with you and the options for using
either a temporary lead or long-term lead for
the test.’ One end of the lead is implanted
near your sacral nerves and the other end is
connected to a smali external test stimulator
that can be worn on a belt. The stimulator
generates mild electrical pulses that are
carried to the sacral nerve by the lead.

While you wear the test stimulation system
you will need to complete a diary to record
how the stimulation affects your symptoms.

! The option to use two temporary test leads is also
possible. Only one lead will be actively stimulating at a
time.

Test stimulation for urinary control or bowel control 4
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At the end of the test stimulétion period, you
and your doctor will decide if an InterStim
Therapy system is the right choice for you.

The test stimulation procedure

You may want to bring a spouse, relative, or
friend to-provide support during the procedure.

The surgery may be done in an operating
room while you are under general anesthesia
or your doctor may give you a mild anesthetic
along with local sedation so that you can

" provide feedback during the procedure.

During your procedure, your doctor will insert
a needle just above your tailbone to locate the
appropriate sacral nerve, When the needle is
in place, the test stimulation system will be
turned on and your doctor wilt ask you to
describe what you feel. '

Some people feel a “pulling” or “tingling”
sensation in their pelvic muscles or big toe.
Women may feel a sensation in the vaginal
area, men in the scrotum.

Test stimulation for urinary contrel or bowel control 4
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If you do not feel the sensation, your doctor
- will slowly increase the stimulation until you
do. The sensation should not be painful.

Some people have trouble feeling the
stimulation or feel no stimulation at all.
However, regardless of whether you feel the
- stimulation or not, your doctor will verify that
the test stimulation lead is in the correct
position by looking for.a muscle response in
your buttocks and big toe (the same nerve
causes a muscle response in both places).

Once the correct sacral nerve and responses +
"have been confirmed, the lead is placed at

that site. If the long-term lead is used, it is

fully implanted under the skin. If the temporary

lead is used, just one end of the temporary

lead is implanted under the skin.

The long term lead or the temporary lead is
connected to the test stimulator. When the
system is in place, an x-ray may be taken to
confirm the position of the lead.

Test stimulation for urinary control or bowel control 4
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The nursing staff will work with you to find the
most comfortable way to wear the test
s_timulator. ‘

Operating the test stimulator

After confirming that the test stimulation lead
is in the correct position, your doctor or nurse
will show you how to operate the test -
stimulator and also inform you of precautions
related to the test stimulation system and of
activity restrictions. :

The sensation of stimulation should not be
painful. Most people describe it as a slight
puiling or tingling in-the pelvic area. If you
experience any pain, turn the test stimulator
down or off and notify your doctor or nurse.

During the test stimulation
period
Keeping a diary

. During the test stimulation period, you will be
asked to complete a diary. You will use it to
track your bladder control symptoms or bowel

Test stimulation for urinary control or bowel control 4
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“control symptoms. This history will help your
- - doctor evaluate whether-an InterStim Therapy

system is right for you.

Your doctor may provide you with a diary. You
may also want to create your own diary in a
simple notebook. For an example page of a
diary:
* For a urinary control diary, see “Sample
voiding diary” on page 37.

* For a bowel control diary, see “Sample
bowel diary” on page 48.

Important safety information
about test stimulation

Due to the temporary nature of the test
stimulation, you need to be aware of certain

warnings and precautions that apply to you
during the test stimulation period.
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WARNINGS:

Note: Only a few of these warnings and
precautions also apply to the long-term
implanted system.

« DO NOT have diathermy. Refer to
“Diathermy” on page 94 for more
information. '

* Turn the test stimulator off when you
drive a car or use power tools. Brief
increases in stimulation due to lead
movement could startle you and cause you
to lose control of these devices and hurt
yourself or others.

* (Urinary control therapy only) This therapy
is not intended for you if you have a
mechanical obstruction such as benign
prostatic hypertrophy, cancer,-or urethral
stricture.

PRECAUTIONS:

The following precautions should be observed
during the test stimuiation period.

Test stimulation for urinary control or bowel control 4
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Call your doctor if you see any redness or
swelling at the lead site. This could be a
sign of infection.

During the test stimulation period, avoid
sexual activity to ensure the test
stimulation lead stays in place.

Limit your physical activity to low or
moderate levels.

Take it easy during the test stimulation
period. Avoid bending, stretching, or lifting
heavy objects. Be aware that the test
stimulation lead can move, which may
cause the stimulation to increase or
decrease suddenly. Quick movements or
straining could increase the stimulation

~ level you feel and cause temporary minor

discomfort.

Avoid baths and showers. Take sponge
baths, but be careful to keep the area
around the lead dry and undisturbed.
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If you see any of your health care
providers during the test stimulation
period, inform them that you have a test
stimulation lead. '

Ask your doctor what to do if you feel a
change in stimulation when you stand up,
walk, or change positions. You may need
to adjust the test stimulator. Remember,
the goai is to feel moderate stimulation.

Adjust the test stimulator if the stimulation
becomes uncomfortable. Turn the “A” dial
to OFF and then slowly turn it up again
until you feel moderate stimulation.

Call your doctor or nurse if you feel any
sensation near the ground pad. It may
need to be checked to see whether it has
moved. '

Test stimu‘lation results

Generally, if your symptoms improved and you
didn't experience any problems during the test
stimulation period, then you and your doctor
will discuss whether to proceed with a long-
term InterStim Therapy system.

MA13245A005
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If your test stimulation results using the

temporary test stimulation lead are

inconclusive, your doctor may recommend a

second test stimulation using a long-term lead
- or recommend a different treatment option.

Common questions

I’'m not sure if the stimulation is
working. What should | do?

Check the battery and the ON light to be sure
the test stimulator is working. If it is, turn the
amplitude dial to OFF and gradually turn up
the stimulation to a comfortable setting. Call
your doctor if you have any questions or are
still unsure that the test stimulator is working.

What does the stimulation feel like?

Stimulation varies from person to person, but
most people describe it as a slight “pulling” or
a “tingling” sensation in the pelvic area. It
should not be painful. If you feel any pain, turn
off the test stimulator, and call your doctor.

Test stimulation for urinary control or bowel control 4
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Wil the test stimulation cure my
condition?

No. The test stimulation is temporary. It is a
tool that helps determine whether an InterStim
Therapy system is appropriate for you. Once
the lead is removed, your original symptoms
will return. ' :

If you have had positive results with the test
stimulation, then you and your doctor may
decide to use a long-term InterStim Therapy
system to treat your symptoms.

Will the stimulation change at all?.

You may feel slight stimulation changes
when you move from a sitting to a standing
position or from a standing to a walking
position. Check with your doctor; you may
need to adjust the stimulation when that
happens.

Will stimulation hurt my nerves?

No. Research has shown that the nerves are
not harmed by the stimulation when used

properly.

Test stimulation for urinary control or bowel control 4
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How long will the battery last?

Your test stimulator will have a new 9-volt
battery when you go home. It should last for
the entire test stimulation period. However,
you can change the battery, if necessary, by -
opening the battery door on the back of the
device.

Turn off the test stimulator before removing
the batteries (and do not leave the battery
compartment of the test stimulator empty for
any long periods of time). When the new
battery is in piace, close the battery door and

'slowly turn up the stimulation setting to a

comfortable level.

Can | have sex during the test
stimulation period? -

.No, you should avoid sexual activity during the
- test stimulation period because it could cause

the lead to move. This restriction only applies
to the test stimulation period, there are no
restrictions on sexual activity during long-term
InterStim Therapy.
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If you had good results during the test
stimulation period, you and your doctor may
choose to use the InterStim Therapy system
for long-term treatment of your symptoms.

1 If for any reason you or your doctor decides to
discontinue this therapy, the InterStim Therapy system
can be turned off or removed. Your dector may choose

" not to remove the implanted lead based on the
condition of the lead and your individual case.
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The implant procedure

Your doctor performs the implant procedure
for the long-term InterStim Therapy in an
operating room. -

The neurostimulator is usually implanted in
the upper buttock, but it may be implanted in
the abdominal area depending on your type of
neurostimulator system. Please discuss any

. concerns you have about implant location with

your doctor.

The neurostimulator is connected to the long-
term lead and tested to make sure the
stimulation is effective.

Risks of surgery

Please discuss any concerns you have about
surgery with your doctor. Implanting an
InterStim Therapy system has risks similar to

- any surgical procedure, including swelling,

bruising; bleeding, and infection.

Before surgery, be sure to tell your doct_or
about any medications that you are currently
taking. Depending on the medication, you
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might be at greater risk for postoperative
complications.

When your InterStim Therapy
stimulation is turned on

Your doctor or nurse may turn on the InterStim
Therapy stimulation before you leave the
hospital, or you may be instructed to wait until
you get home to turn it on. '

The sensation that you experience will be
similar to what you felt during test stimulation,
It should not be painful. If you do experience ) +
pain, use your patient programmer to turn

the neurostimutator stimulation down or
completely off, and contact your doctor.

You and your doctor may adjust the level of
stimulation as necessary.to achieve the best
symptom control. Your doctor or nurse can
show you how to adjust the stimulation level of
the neurostimulator. You can also refer to the
manual provided with your patient
programmer for complete instructions.

Long-term InierStim Therapy 5
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Caring for yourself after surgery

You should be able to go home the same day
that you have surgery. Your incisions may feel
sore and painful, especially during the first two
weeks. Your doctor may prescribe medication
to control your discomfort. Avoid activities that
may cause the implanted lead to move or that
may damage the neurostimulator. '

Gradually increase your activity levél as your
incisions heal. On your doctor’s advice and as
you feel better, you should be able to resume
an active lifestyle. You should be able to
shower or bathe as before and enjoy normal
activities (such as travel, have sex, go to work,
walk, hike, work in the garden, and so on).

You will have to make some adjustments in
your acfivities, such as turning off the
neurostimulator when you operate a vehicle,
or being more aware of theft-prevention '
devices in stores. See "Daily activities” on
page 73.

Once normal activity is resumed, some _
patients find that the lead or neurostimulator is

Long-term InterStim Therapy 5
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not placed in the most comfortable position. In
some cases, patients may need surgery to

- reposition or replace the lead or
neurostimulator. This surgery does not
require an overnight hospital stay.

Follow-up appointments

Your doctor or nurse will schedule follow-up

appointments to review your progress. In the

beginning, you may need to go in more often

to adjust stimulation settings. Always bring

your patient programmer with you to your

follow-up appointments. ' . —|—

Your patient identification card

Before you leave the hospital, you should
receive a temporary patient identification card.
After your implant registration card is received
from the hospital, Medtronic will send you a
permanent patient identification card.

Your patient identification card provides
information about you, your implanted device,
and your doctor. Carry this card with you at all
times. Your patient identification card will

Long-term InterStim Therapy 5
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identify that you have an implanted device in
the case of any emergency, and it may also
allow you to bypass security devices at
airports.

If you move, change doctors, or lose your
card, contact Medtronic for a replacement
card. See “How to contact Medtronic” on
page 3 at the beginning of your Patient
Therapy Guide.

Long-term InterStim Therapy 5
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6 Living with your
InterStim Therapy
system

The InterStim Therapy system is intended to
treat urinary control symptoms and/or bowel
control symptoms so you can regain controf of
your life.

To help make living with your InterStim
Therapy system a positive experience, please
review this chapter for important information
about your InterStim Therapy system.
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The following are important.areas of your life
that may be affected by the InterStim Therapy
system:

+ Daily and recreational activities:

There are some activities that may
dislodge, move, or damage parts of your
InterStim Therapy system.

Medical procedures: :

Certain medical procedures should either
not be performed on anyone with an
imptanted device, or should be performed
only under specific guidelines.

Please review the information found in this
chapter and'in Appendix B, Information for
your doctors, on page 93.

Possible effects of some electrical items:
Some electrical items can cause
interference with the normal operation of
the InterStim Therapy system. For
complete information, see Appendix A,
Electromagnetic interference (EM!), on
page 83.
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Daily activities

Avoid activities that put undue stress on the
implanted components of your InterStim
Therapy system

« Activities that include sudden, excessive,

or repetitive bending, twisting, bouncing,
or stretching can cause parts of your
implanted system to fracture or move out
of place. ' '

This can result in a loss of stimulation,

_intermittent stimulation, stimulation at the

fracture site, and additional surgery. For
details, see “Recreational activities” on
page 75. '

Do not rub or handle your' ‘
neurostimulator at the implant site

. This could damage your system, cause the
. skin to thin or tear over the

neurostimulator, or cause stimulation at
the implant site.

How you move your body may affect how the
stimulation feels. Quick movements or a

MA13245A005
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change in posture may move the implanted

lead closer to your sacral nerve. This can feel -
like an unexpected increase in stimulation,
even though the stimulation level has not
changed.

Although the maijority of patients do not
-experience this perceived “overstimulation” as
bothersome, some have reported it as
startling and unpleasant at times, causing
them to lose controi of equipment they were
operating.

Note: Always carry your patient programmer
with you so that you can adjust the stimulation
level if needed.

If at any time you find stimulation bothersome
use your patient programmer to turn the
neurostimulator down or off. Tell your doctor if
you experience any significant or recurring
problems.

Living with your InterStim Therapy system 6

74 English  3058/3023 2008-10

MA13245A005 Rev X



MA13245A_Livingwithyourdevice.m _1/22/ Medtronic Confidential

09 2:11 pm l ire
4.625° x B.0° {+17.475 mm x 152 4 mmj}) NeuroPatntR00

Recreational activities

Although you should be able to do most
activities you did before surgery, there are
some activities which may cause discomfort or
affect your implanted neurostimulator. Review
the following information, and if you have any
concerns or questions about these or other
activities, contact your doctor.

Activities you should avoid

You should avoid activities that involve
sudden, excessive, or repetitive bending,
twisting, bouncing, or stretching. These
movements could damage or move your .
implanted lead or affect the implanted
‘neurostimulator. Examples of such activities
include: gymnastics, mountain biking, and any
other sport or activity that involves the
movements described above.

Activities you can continue

Activities that should not affect your implanted
InterStim Therapy system include running,
jogging, walking, road biking, swimming,

- sexual activity, etc.

Living with your interStim Therapy system &
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Precautions
« Scuba diving or hyperbaric chambers ~

Do not dive below 10 meters (33 feet) of
water or enter hyperbaric chambers above
2.0 atmospheres absolute (ATA).
Pressures below 10 meters (33 feet) of
water or above 2.0 ATA can damage your
implanted InterStim Therapy system.
Before diving or using a hyperbaric
chamber, discuss the effects of high
pressure with your doctor.

Skydiving, skiing, or high-altitude
activities — High altitudes should not affect
the InterStim Therapy system; however,
you should consider the movements
involved in any planned activity and take
care to not put undue stress on your
implanted InterStim Therapy system.
During skydiving, the sudden jerking that
occurs when the parachute opens can
dislodge or fracture the lead, requiring
additional surgery to repair or replace the
lead. ‘
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Medical Procedures

Precautions

It is possible that there may be complications -
with your implanted InterStim Therapy system.
These complications are unlikely, but you
should be aware that they may happen. There
are also known affects of some medical
procedures, which could affect or damage
your InterStim Therapy system.

For details, refer to the information starting on
page 77 regarding:

» Possible complications
+ Effects on other implanted devices
* Prohibited medical procedures

* Precautionary medical procedures

Possible complications

Possible complications for an implanted -
InterStim Therapy system will vary from
person to person. Some of these possible
complications may require surgical
intervention,

Living with your InterStim Therapy system 8
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There could -be undesirable changes in
stimulation, possibly related to how the
tissue may change around the tip of the
lead where the mild electrical pulse is
delivered.

The position of the lead could change or
the lead itself could fracture. Lead
connections could also become loose.

The lead or neurostimulator could shift

- from the original implant site or wear

through the skin.

The implanted materials could cause an
allergic or immune system response.
Your InterStim Therapy system might
unexpectedly cease to function due to

_ battery depletion or other causes.

If you are concerned or feel that you might be
experiencing any of these conditions, contact
your doctor.
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Effects on other implanted devices

If you have or in the future require any other
implantable medical device (such as a
pacemaker, defibrillator, or drug pump), be
sure to [et your attending doctor know. Consult
your.InterStim Therapy doctor for appropriate
precautions.

Prohibited medical procedures

The following medical therapy cannot be
performed on anyone with an implanted
InterStim Therapy system.

Diathermy

Inform anyone treating you that you CANNOT
have any diathermy anywhere on your body
because you have an implanted InterStim
Therapy system. For additional information,
see “Diathermy” on page 94. -

Precautionary medical procedures

Before you undergo tests or treatments,
always tell your medical and dental
professional that you have an implanted
InterStim Therapy system.

Living with your InterStim Therapy system 8
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it is also a very good idea to bring this manual
to all of your health care provider
appointments and to share this information
with your health care professionals who may
not be familiar with the InterStim Therapy
system.

Most routine diagnostic tests such as
fluoroscopy or x-ray should not affect the
InterStim Therapy system. However, the
following medical equipment and treatments
may adversely affect you and your InterStim

~ Therapy system:
« Heart defibrillators ' +
* Lithotripsy and electrocautery
« Magnetic resonance imaging (MRI)
+ Radiation therapy over the neurostimulator
* Radio-frequency (RF)/microwave ablation

» Ultrasound or scanning equipment

Living with your InterStim Therapy system 6
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» Other: bone growth stimulators, dental
drills, electrolysis, laser procedures,
psychotherapeutic procedures,
transcutaneous electrical nerve stimulation
(TENS), and therapeutic magnets

Refer your health care providers to Appendix
B, Information for your doctors, on page 93.

Exposure to electromagnetic
interference (EMI)

~ For important information about how EMI may
affect your implanted system, see Appendix A,
Electromagnetic interference (EMI), on
page 83. -

Living with your InterStim Therapy system 6
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Appendix A
Electromagnetic
interference (EMI)

Everything that uses electricity produces a
field of electromagnetic energy. This energy
field surrounds the electrical item while it is
connected {o a source of electricity (even a
battery source).

The energy field is strongest near the item and
weakens with distance from the item. This
electromagnetic field can sometimes interfere
with other electronic devices.
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Elactromagnetic interference (EMI)

84

This interference is referred to as
Electromagnetic Interference or EMI.

If the energy fields affect your implanted
device, this is referred to as electromagnetic
interference or EMI. Most eleciromagnetic
energy fields are small and weak and do not
affect your neurostimulator.

Several safeguards are built into your

" neurostimulator to shield it from strong

electromagnetic fields. For example, the metal
case of your neurostimulator acts as a shield
against electromagnetic fields.

Because the electromagnetic fields
surrounding an electrical item get weaker the
farther you are from the item, you can avoid
potential EMI problems by keeping your
neurostimulator a minimum distance away
from the electrical item; the minimum distance
for most items is 4 inches (10 cm).
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Electrical devices and magnets encountered
in a normal day are unlikely to affect the
operation of a neurostimulator. However,
strong sources of EMI can result in the
following: - '

» Serious patient injury or death, resulting
from heating of the implanted components
of the InterStim Therapy system and
damage to surrounding tissue, for more
information, see “Diathermy” on page 94.

+ System damage, resulting in a loss of or
change in symptom control and requiring
additional surgery.

= Operational changes to the
neurostimulator that can cause it to turn on
or off (particularly in a neurostimulator
enabled for magnet use’) or to reset to the
power-on-reset (POR) values, resulting in
toss of stimulation, return of underlying
symptoms, and in the case of POR,
requiring your health care provider to
reprogram your neurostimulator.

Electromagnetic interference (EMI)  Appendix A

! Only applies to Model 3023 InterStim neurostimulator.
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Eleciromagnetic interference (EMI)  Appendix A
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+ Unexpected changes in stimulation,
causing a momentary increase in
stimuiation or intermittent stimulation,
which some patients have described as a
jolting or shocking sensation.

Although the unexpected change in
stimulation could feel uncomfortable, it
does not damage the InterStim Therapy
system or injure a patient directly. In rare
cases, as a result of the unexpected
changes in stimulation, patients have
fallen down and been injured.

Even when the therapy is turned off, +
interference can affect the lead(s). If you

suspect EMI, move away from the source of

the EMI. If possible, turn off the suspected

source of EMI. Then use your patient

programmer to turn your therapy on or off.

Safe from interference

Most household appliances and equipment
that work properly and are properly grounded
wilt not interfere with the InterStim Therapy
system. The minimum safe distance for most
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MA13245A005 Rev X | )

|78



MA13245A_AppEMLIm  1/22/08 2:11 pm
4.625" x 6.0" (117.475 mm x 152.4 mm)

items is 4 inches (10 cm) from your'lnterSti’m
Therapy System.

The following equipment is safe if you follow
these guidelines:

MA13245A005

Computer disk drives: Keep the
neurostimulator away from disk drives.

Induction range: Keep the
neurostimulator away from the burners
while the burners are turned on.

Ffeezer, refrigeratbr, or storm doors: D_o
not lean against the magnetic strip that
holds the door closed.

Power tools: Keep the motor away from
the neurostimulator, lead, and extension.

Radio-frequency sources: Keep AM/FM
radios, and cellular, cordless, and
conventional telephones at least 10 cm

(4 in) away from the implanted
neurostimulator.

Sewing machine or salon hair dryers:
Keep the neurostimulator away from the
motors. '
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38

« Stereo speakers and radios for the
home or car: These items contain
magnets. Do not lift-or carry them close to
or touching the part of your body where the
neurostimulator is located.

+ Therapeutic magnets (eg, magnetic
mattresses, blankets, wrist wraps, elbow
wraps): Keep the magnet at least
10 inches (25 cm) away from your
neurostimulator. Magnetic fields of
10 gauss or less will generally not affect

‘the neurostimulator.

Theft detectors and security
gates a

Walking through some theft detectors or
security gates can cause an increase in
stimulation or additional stimulation. it could
also turn on or turn off your neurostimulator.

Use care when approaching theft detector or
security arches or gates (such as those found
in airports, libraries, and some department
stores). If an airport-security wand is used, ask
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the security personnel to avoid placing the
wand over your neurostimulator. ‘

When approaching these devices, do the
following:

1.

MA13245A005

If security personnel are present, show the
security personnel your patient
identification card for the neurostimulator
and request a manual search.

If you must pass through the theft detector
or security gate, turn your neurostimulator
off, approach the center of the device.and
walk through normally.

— If fwo security gates are present, walk
through the middle, keeping as far away
as possible from each gate. -

- If one gate is present, walk as far away
as possible from it.

Note: Some types of security gates or theft

detectors may not be visible.

2008-10 3058/3023 English
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3. Proceed through the security gate. Do not
touch, lean on, or linger near the security
gate device.

t
t
b
i
'
'
'
[}

i T

Figure A.1 Walking through security gates. -

Appendix A

4. After you pass through the security gate,
turn your neurostimulator on again.

Other possible sources of EMI

The following equipment or environments
should be avoided because EMI is likely:

Antennas of citizen band (CB) or ham radios,
electric arc welding equipment, electric
induction heaters, electric steel furnaces,
high-power amateur transmitters, high-voltage
areas (generally safe if outside the fenced

Electromagnetic interference (EM!)
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area), linear power amplifiers, magnetic
degaussing equipment, magnets and other
equipment that generate strong magnetic
fields, microwave communication transmitters
{generally safe if outside the fenced area),
perfusion systems, resistance welders,
television and radio transmitting towers
{(generally safe if outside the fenced area).

“What to do if you suspect EMI is
affecting your device

~ If you suspect that some type of electrical
equipment is interfering with the InterStim
Therapy system, do the following:

Appendix A

1. Move away from the equipment or object.

2. If possible, turn off the equipment or
object.

3. If necessary, use the patient programmer
(or control magnet) to return the ‘
neurostimulator to the desired on or off
state.

4. Inform the equipment cwner or operator
about the interference.

'Electromagnetic interference (EMI)
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if the above actions do not resolve the effects
of the interference, or you suspect that your
therapy is not the same after exposure to EMI,
contact your doctor.

Electromagnetic interference (EMI)  Appendix A
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Appendix B
lnformatjon for
your doctors

Bring your Patient Therapy Guide to all your
medical and dental appointments, especially
to appointments with those medical
professionals who may not be aware of your
implanted InterStim Therapy system.

This section of your guide provides important
information to your doctors about medical
procedures that are not compatible with your
InterStim Therapy system or procedures that
require special instructions.
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Contraindications
Diathermy

Anyone who has an implanted InterStim
Therapy system' CANNOT have any
shortwave diathermy, microwave diathermy,
or therapeutic ultrasound diathermy (all now
referred to as diathermy)} anywhere on their
body. The energy generated by the diathermy
process can be transferred through the
implanted system and can cause tissue
damage which could result in severe injury or
death. ' B

Diathermy can also damage parts of the
InterStim Therapy system. This can result in
loss of therapy from the neurostimulator, and
can require additional surgery to remove or
replace parts of the InterStim Therapy system.

1 The InterStim Therapy system may consist of either an
implanted lead cnly or implanted lead and
neurostimulator. Depending on the neurcstimulator
model you have, your InterStim Therapy system may
also have a lead extension.

Information for your doctors  Appendix B
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Personal injury or deVice damage can occur’
during diathermy treatment when:

« the InterStim Therapy system is turned on
or off.

«- diathermy is used anywhere on the body
(not just where the InterStim Therapy
system is located).

» diathermy is used to deliver heat or no
heat. -

+ any component.of the InterStim Therapy
system remains in the body, including
lead, extension, or neurostimulator.

Medical procedures

Before you have any medical procedure,
always inform all health care personnel that
you have an implanted InterStim Therapy
system. It is possible that you may suffer harm
if the procedures are not compatible with your
implanted system.

Information for your doctors  Appendix B’
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WARNINGS about medical procedures

The following medical procedures can
damage the neurostimulator, interfere with
neurostimulator operation, or cause the
patient harm. If these procedures are

. required, health care professionals should

follow these guidelines. Also see Table B.1,
“Medical procedures: EMI-related warnings
and effects,” on page 102.

Diathermy
See “Contraindications” on page 94.
Defibrillation and cardioversion -

When the patient is in ventricular or atrial
fibrillation, the first consideration is the
patient’s survival. External defibrillation or -
cardioversion can damage an InterStim
Therapy system and cause induced electrical
currents through the lead and extension.
These induced electrical currents could injure
the patient. The current flowing through the
InterStim Therapy system should be
minimized as follows:
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+ Paddles should be positioned as far from
the neurostimulator as possible.

* Paddles should be positioned
perpendicular to the neurostimulator.

» The lowest clinically appropriate energy
output (watt/seconds) should be used for
the defibrillation. After external
defibrillation, a trained InterStim Therapy
clinician should confirm that the InterStim
Therapy system is working as intended.

Electrocautery

If electrocautery tools are used near an
implanted neurostimulator or make contact
with a neurostimulator, the following effects
can occur: :

* The insulation on the lead or extension
can be damaged, which can cause the
lead or extension to fail or to induce

* currents that damage tissue or stimulate or
shock the patient.

* The neurostimulator can be damaged
causing stimulation to temporarily
decrease or increase.

Information for your doclors  Appendix B
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The neurostimulator can be turned off by
resetting the device to power-on-reset
values (requiring the neurostimulator to be
reprogrammed).

If electrocautery is necessary, these
precautions must be followed:

Information for your doctors  Appendix B
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Turn off the neurostimulator'before using
electrocautery.

Use bipolar cautery.

Use only low-voltage modes if unlpolar
cautery.is necessary.

Use the lowest possible power setting.

Place the current path {(ground plate) as
far away as possible from the
neurostimulator, extension (if applicable),
and lead.

Do not use full-tength operating-room-
table grounding pads.

After electrocautery, a trained InterStim
Therapy clinician should confirm that the
neurostimulator is working as intended.
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_High-output ultrasonics/lithotripsy

Use of .high-output ultrasonics or lithotripsy is
not recommended for anyone with an
implanted InterStim Therapy system. If
lithotripsy must be used, the beam should not
be focused within 6 inches (15 cm) of the
neurostimulator.

Magnetic resonance imaging (MRI)

Medtronic recommends that an MRI should
not be prescribed for anyone with.an
implanted neurostimulator or for anyone who
has any part of an InterStim Therapy system
implanted. Exposure to an MRI can potentially
injuré the patient or damage the

- neurostimulator.

The known potential risks are as follows:

+ Induced electrical currents from the MRI to
the InterStim Therapy system can cause
heating, especially at the lead electrode
site, resulting in tissue damage. Induced
electrical currents can also stimulate or
shock the patient.

Infarmation for your doctors  Appendix B
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Note: This warning applies even if only a
lead or an extension is implanted, it does
not only apply to an |mplanted
neurostimulator.

‘Factors that increase the risks of heating
“and injury include, but are not limited to,
the following:

- High MRI Specific Absorption Rate (SAR)

- Radio-frequency (RF) power levels.
- MRI RF transmit coil that is near or

extends over the implanted [ead.

- Implanted leads with small surface area
electrodes.

- Short distances between lead electrodes
and tissue that is sensitive to heat.

« An MRI may permanently damage the

neurostimulator, requiring it to be removed
or replaced. :

An MRI may affect the normal operation of
the neurostimulator. An MRI can also feset
the neurostimulator to power-on-reset -
values requiring reprogramming by a
trained InterStim Therapy clinician.
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* The neurostimulator can' move within the
implant pocket and align with the MR field,
resulting in discomfort or reopening of a
recent implant incision.

In addition, the image details from MRI may -
‘be degraded, distorted, or blocked from view
by the implanted InterStim Therapy system.

Patients treated with MRI should be closely
monitored and programmed parameters
verified upon cessation of MR

Radio-frequency (RF)/microwave ablation

Safety has not been established for radio-
frequency (RF) or microwave ablation in
patients with an implanted InterStim Therapy
system. Induced electrical currents can cause
heating, especially at the lead electrode S|te
resulting in tissue damage.

Information for your doctors  Appendix B -
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PRECAUTIONS about medical
procedures

The following equipment is unlikely to affect
the InterStim Therapy system if the guidelines
below are followed:

Electrolysis

The neurostimulator should be turned off, and
the electrolysis wand should be kept at least 6
inches (15 cm) away from the InterStim
Therapy system.

Laser procedures

The neurostimulator should be turned off and
the laser should be directed away from the
InterStim Therapy system.

Radiation therapy -

High radiation sources such as cobalt 60 or
gamma radiation should not be directed at the
InterStim Therapy system. If radiation therapy
is required near the system, lead shielding
should be placed over the neurostimulator to
help prevent damage.

Information for your doctors - Appendix B
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Transcutaneous electrical nerve
stimulation (TENS)

TENS electrodes should not be placed so that
current passes over any part of the InterStim
Therapy system. If the patient feels that the
TENS unit might be interfering with their
neurostimulator, discontinue using the TENS
until you can speak with a trained InterStim
Therapy clinician,

Bone growth stimulators

The coils of an external magnetic field bone
growth stimulator should be kept 18 inches
(45 cm) away from the InterStim Therapy
system. When a bone growth stimulator is
used, the clinician should ensure that both the

. bone growth stimulator and neurostimulator
are working as intended.

Dental drills and ultrasonic probes

The neurostimulator should be turned off and
the drill or probe should be kept at least 6
inches (15 cm) away from the InterStim
Therapy system.

Information for your doctors  Appendix B -
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Psychotherapeutic procedures

' S'afety has not been established for
. psychotherapeutic procedures using

equipment that generates electromagnetic
interference (eg, electroconvulsive therapy,
transcranial magnetic stimulation) in patients
who have an implanted InterStim Therapy =~
system. Induced electrical currents may cause
heating, especially at the lead electrode site,
resulting in tissue damage.

Other medical procedures-

The following medical procedures are unlikely
to affect the InterStim Therapy system:

+ Magnetoencephalography (MEG)

* Positron Emission Tomography (PET)
scans

» Computerized Axial Tomography (CT or
CAT) scans -

» Diagnostic ultrasound.(eg, anorectal,
carotid scan, doppler studies)

Note: To minimize potential image
distortion, the neurostimulator should be

English 3058/3023 2008-10
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turned off and the transducer kept 6 inches
(15 cm) away from the InterStim Therapy
system.

» Diagnostic x-rays or ﬂuoroscdpy

Note: Tight pressure in the area of the
neurostimulator can damage the
neurostimulator or disconnect components
of the InterStim Therapy system. This will
require surgery to replace or repair the
InterStim Therapy system. X-ray
equipment should be adjusted so it does.
not squeeze the neurostimulator too
tightly.

If the neurostimulator case is ruptured or
pierced due to outside forces, severe
burns could result from exposure to the
battery chemicals.

Other system PRECAUTIONS
Component compatibitity

For proper therapy, only components that are
compatible with the InterStim Therapy system
should be used. For a list of Medtronic-

3058/3023 2008-10 English
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compatible components, contact Medtronic
Technical Services. No claims of safety or
efficacy are made about the compatibility of
non-Medtronic components with Medtronic
components.

Clinician programmer interaction with a
cochlear implant

The external portion of the cochlear system
should be kept as far away as possible from
the clinician programmer or the cochlear
implant should be turned off during
programming to prevent unintended audible
clicks. _
Clinician programmer interaction with
other active implanted devices

If the patient has a neurostimulator and
another active implanted device, the radio-
frequency signal used to program either
device can reset or reprogram the other
device, or the magnet in a cardiac
programmer can activate magnetically
controlled functions in the neurgstimulator.
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To verify that inadvertent programming did not
oceur, doctors familiar with each device

should check the programmed settings before

the patient is sent home from the hospital and
after either device is programmed (or as soon
as possible after these times).

Contact the appropriate doctor immediately if
you notice that the patient has symptoms that

‘could be related to either device or to the

medical condition treated by that device.

Interaction with cardiac implantable
devices

When a neurostimuiator and an implanted
cardiac device (eg, pacemaker, defibrillator)
are required, the doctors involved with both
devices (urologist, urogynecologist, '
cardiologist, cardiac surgeon) should discuss
the possible interaction between the devices
before surgery.

‘ To minimize or prevent device damage or

interactions between implanted devices:
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. The doctor should place the devices oﬁ

the opposite sides of the body from one
another.

A trained InterStim Therapy clinician
should program the neurostimulator to a
bipolar configuration and a minimum rate
of 60 Hz. The cardiac device should be
programmed to bipolar sensing.

Possible affects of having both a cardiac
device and an InterStim neurostimulator
- include the following:

- Defibrillation therapy from the implanted

defibrillator can damage the
neurostimulator.

The electrical pulses from the InterStim
Therapy system could affect the sensing
operation of the cardiac device and result
in inappropriate responses from the
cardiac device.

Neurostimulator disposal

An implanted neurostimulator should be
removed before burial or cremation. In some

English  3058/3023 2008-10
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countries, removal of battery-powered
implantable devices is required before burial
because of environmental regulations.

The cremation process causes the battery to
explode. Explanted devices should not be
resterilized or reimplanted. Explanted devices
should be returned to Medtronic for proper
analysis and disposal. '
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Appendix C-
Clinical trial
results

There have been studies done on both the
test stimulation and long-term implant of the
interStim system. This appendix explains the
clinical trial results for the urinary control
studies and the bowel controf studies.
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Urinary Control Clinical Trial
Results

Patient study results for test
stimulation

A study of patients showed that InterStim
Therapy successfully treated certain bladder
control problems." A total of 581 patients
underwent test stimulation, and 45% of them
had a successful test. During the study,
problems were experienced by 23.2% of
patients.?

The problems were temporary and completely +
resolved shortly after the procedure. One

problem required surgery to remove a broken

lead tip. The problems were:

Appendix C

' Although the clinical data was collected using the
Madel 041830 Test Stimulation lead, the Model 3057
Test.-Stimulation lead has the same electrical
characteristics as the Model 041830 lead. Therefore,
the clinical study resuits are valid for both devices.

2 Other adverse events included the following: affected
equilibrium (1 patient), poor rubber pad adhesion (1
patient), and syncope (1 patient):

Clinical trial results
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+ Test stimulation lead moved (11.8% of
patients)

 Undesirable changes in bowel or bladder
activity (0.7% of patients)

« Infection or skin irritation (1.0% of patients)
» Some temporary pain (2.1% of patients)

+ Technical problem with the device (3.7% of
patients) '

« Jolting or shocking sensation (0.1% of
patients)

* Lead tip broke off (0.1% of patients)

Clinical trial results for implanted
InterStim system for urinary control

In the Medtranic clinical trial, 219 patients
were implanted with the InterStim Therapy
system. Based upon the résults of this 12-
month clinical trial, Medtronic received FDA
approval to offer InterStim Therapy system in
the United States beginning in 1997.

Note: For this clinical trial, doctors used two
types of leads, Models 3080 and 3886. Many

Clinical trial results  Appendix C
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doctors now use a new type of lead, Models
3889 and 3093, which are implanted using a
minimally invasive technique.

Here are the results 12 months after surgery.

Urge incontinence’

Results showed an overall clinical success
rate of 79% for urge incontinence.-

45% of patients remained completely dry.

34% of patients reduced the number of
wetting episodes by at least 50%.

70% of patients eliminated heavy leaking
episodes. Prior to an implant of the
InterStim Therapy system, 30 out of 38
patients experienced heavy leaking
episodes.

-Resuits showed an overall clinical success -
~rate of 79% for urge incontinence.

! Based on a 12-month clinical trial of 38 patients who
suffer from urge incontinence.

MA13245A005
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Urgtatncy-freque'ncy1
+. Results showed an overall clinical success
rate of 64% for urgency-frequency.

+ 33% of patients reduced the number of
voids by 50% or more.

* 31% of patients reduced the number of
voids from more than 7 times per day to
normal (4-7 per day).

* 82% of patients improved the degree of
urgency before voiding. Because urgency-
frequency patients feel a strong urge to
void, and void small amounts of urine ——f—
each time, “success” means that patients ‘
increased the amount of urine voided each
time and felt either the same or less

_urgency with each void.

Retention?

* Results showed an overall clinical success
rate of 77% for retentioh.

! Based on a 12-month clinical trial of 33 patients who
suffer from urgency-frequency.

2 Based on a 12-month clinical trial study of 38 patients .
who suffer from retention.

Clinical trial results - Appendix C
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* 61% of patients eliminated the use of
catheters.

* 16% of patients reduced the amount of
urine emptied from the bladder using a
catheter by 50%.

Results may vary for each patient. You may or
may not achieve the same level of relief as the
patients who participated in the clinical trials.

. For information on recent clinical trial results,

contact your doctor.

Reported adverse events

In this trial, 52%, or 113 patients, reported
problems with the therapy. Problems ranged
from minor concerns such as skin irritation to
major. concerns such as pain, infection, or
device problems. Of these reported problems,
8% resolved without intervention; 38%
required some medical treatment, but not
surgery or hospitalization; and 54% required
hospitalization or surgery to correct.

None of these problems resulted in permanent
injury to patients. At the time the database

was closed and results were measured, 9% of
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these problems were not solved or corrected.
Following the trial, doctors continued to work
with their patients to resolve the remaining
problems. '

Table C.1 lists problems that happened during
the trial. The percentage indicates how likely it
is that each event might happen.

For example, a 15.3% probability means there
is @ 1 in 7 chance that within the first year
someone who has an InterStim Therapy
system implanted could feel pain where the
neurostimulator is placed.

Problems may be resolved with surgery,
medical therapy such as drugs, or
reprogramming. These events may also
resolve over time, or remain unresolved.
Thirty-three percent (1 out of 3) of the patients
implanted had additional surgery to resolve a
problem. '
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Table C.1 Clinical trial reported problems

Patients
Problem :g;:%rted
the problem
Pain where the neurostimulator is 15.3%
placed -
New pain "9.0%
Suspected lead migration 8.4%
Infection ' 6.1%
-Sensation of electric shock 5.5%
Pain at lead site 5.4%
+ Adverse change in bowel function  3.0%
Other . W

* The fallowing problems each occurred less than 2% of the time: technical
problem, suspscted device problem, change in menstrual cycle, adverse
change in voiding function, persistent skin irritation, suspecied nerve injury,
and device-rejection. The following problems each occurred less than 0.5% of
the time: change in sensation of stimulation, grand mal seizure, hematoma or
seroma, urinary hesitancy, neurostimulator turns on or off, lack of orgasm, lack
of efficacy, numbness and tingling, footfeg movement, sttong anal sensation,
unable to percelve stimulation, siress urinary incontinence, swollen feeling in
abdomen, vaginal cramps, superficial connection, and possible skin
perforation at neurostimulator,

Clinicat trial results  Appendix C
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Post implant results at 5 years
Adverse Events

In this trial, approximately 69% of patients
experienced 271 problems with the therapy
after 5 years. Problems ranged from minor
concerns such as pain, infection or device
problems, 42% of patients required surgical
intervention to resolve the problem. Most of
. the problems were because of pain at the
neurostimulator site and lead migration. Thirty
two (21% of) patients had one problem that
required revision surgery at 5 years after initial oy
implant.) Seventeen (11% of) patients had two +
problems that required revision surgery at

60 months after initial implant. S
o

Table C.2 indicates how likely it is that each g
event might happen. : 2
Problems may be resolved with surgery, - Ji
medical therapy, such as drugs or o
reprogramming. These problems may also =
resolve over time, or remain unresolved. =
. «

£
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Tabte C.2 Clinical trial reported problems

Patients who

Problem ) reported the
. problem

New painfundesirable change in 29.0%
stimutation
Pain.where the neurostimulator is 21%
pfaced :
Suspected device problem 10%
Suspected Lead migration 9.0%
Infection 9.0%
Pain at lead site ‘ 9.0%
Sensation of electric shock 8.0%

Adverse change in voiding function - 7.0%
Technical problems during implant 5.0%
Other 35% total®

Clinical trial results  Appendix c
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* The following problems occurred less than 5% of the time. Adverse events

- classified as “other” by the investigator include the following {number of

galients reporting}: lack/|oss of efficacy/stimulation benefit (10), pain (7 total: 2
ack pain, 1 buttock lumbar, 1 left flank when bending, 1 vaginal pain with

heavy lifting, 1 feft leg, 1 around anus}, device turning on and off {6),
hematoma or seroma (5), battery depletion (4}, persistent skin irritation (3},
stimutation of foot/toe (3), cramping (2 total: 1 lek foot, 1 vaginal and left
buttock}, decreased sense of stimulation (2}, security turning stimulators onfoff
(2}, too much effect around anus (2}, two urinary tract infections (13, and 1
each of the following: black stool, bladder unstable, bowel perforation or
peritonitis, change in CT results, device explant and replacement (reason not
stated), device in magnet made, resulting in no stimufation and requiring
patient self-calheterization, extension connector implanted too deep, requiring
corrective surgery, inabiiity to turn device on, fever of unknown origin,
interference with EKG, intermittent/incomplete retention, irritation an
defecation, lack of efficacy due to lead migration, lack of orgasm, lead break,
leg jerking while asleep, parasthesia rightleg, persistent fever, pulse generator
migration, pulse generator migration with bending, stimulation increased with
flying, stimulation ofleg resulting in pain, stimulation resulting in chest pain and
immitation, stimulation felt at different spots, stimulation at pulse generator site,
stimulator turned off by sewing machine, stress incontinence, suspected nerve
injury, tightness at rectum, and wound incisional drainage.

Clinical trial results Appendix C
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After Medtronic received FDA approval to offer
InterStim Therapy in the United States,
Medtronic conducted another study to
evaluate long-term (5 years) use of InterStim
Therapy. 152 implanted patients were enrolled
with this trial.

Here are the results 5 years after surgery.
Urge Incontinence’ |

* 58% of patients had more than a 50%
decrease in leaks per day.

* 71% of patients had more than a 50%
decrease in heavy leaks per day.

Urgency-Frequency?

» 39% of patients had more than a 50%
decrease in voids per day.,

* 56% of patiénts had more than a 50%
increase in urine eliminated at each void.

+ 56% improvement in urgency.

' Based ona 5-year clinical trial of 61 patients who suffer
from urge incontinence

2 Based on a 5-year clinical trial of 18 patients who suffer
from urgency-frequency
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Urinary Retention’

* 65% of patients had more than a 50%
decrease in the number of self-
catheterizations per day.

+ 78% of patients had more than a 50%
~ decrease in the.amount of urine collected
at each catheterization.

' Based on a 5-year clinical trial of 23 patients who suffer
from urinary retention
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Bowel Control Clinical Trial
Results

Clinical trial results for test
stimulation

InterStim Therapy for Bowel Control treats
fecal incontinence (an accident or leaking
involving stool). It should be used after you
have tried more conservative treatments and
they have not worked, or if you are not a
candidate for more conservative treatments.

This therapy has helped many people who
_|_ participated in the clinical trial with bowel +
control problems who did not respond to other.

treatments, such as.change in diet,

medication, or biofeedback. .

Two hundred eighty-five (285) patients were
enrolled in the study. Of these enrolled
patients, 132 who met inclusion/exclusion
criteria underwent test stimulation and.120
(91%) had a successful test (=50
improvement in bowel control problems) and
were implanted with the InterStim system.
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Reported Adverse Events

During the test stimulation phase, problems
related to the device or the procedure were
experienced by 23 (17.4%) patients. The most
frequently reported problems were:

» Implant site pain in 5 patients (3.8%)
* Hematoma in 2 patients (1.5%)
» Broken lead in 2 patients (1.5%)

*» Lead dislodgment/migration in 2 patients
(1.5%)

= Skin irritation in 2 patients (1.5%) ‘ —|—
» Leg pain in 2 patients (1.5%)

« Other types of adverse events reported in
less than 1.5% of patients'

-

Additional adverse events were reported in less than
1.5% of patients (one patient per event) include:
buttock pain, chest pain, constipation, device
malfunction, diarrhea, discomfort, bruising, broken
lead extension, loss of blood, fluid coflection around
neurostimulator, infection, drainage, nausea, pain,
tingling/numbness, urinary incontinence, urinary
retention, urinary tract infection, and vaginal pain.

Clinical trial results. Appendix C
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Clinical study results for long-term
therapy ‘ .

In this trial, 120 patients were implanted with
the interStim Therapy System. Table C.3
shows the improvement categories in
incontinent episodes per week from baseline
to 12-months post implant using two kinds of
analyses (Modified Worst-Case Analysis' and
Completers Analysis?). With the modified
worst-case analysis, 35.8% of patients
achieved full continence of bowel movements,
and a total of 73% of patients reported a 50%
+ or greater reduction in the number of “—
incontinent episodes per week. With the
completers analysis, 40.6% of patients
achieved full continence of bowel movements,
and a total of 83% of patients reported a 50%

1 All 120 patients were included in this analysis. For 14
patients who did not complete the 12 month bowel
diary, their baseline diary was used for the 12 month
diary.

2 Only 106 patients who completed bowel diaries both at
baseline and at 12-months post implant were included
in this analysis.
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or greater reduction in the number of
incontinent episodes per week.
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Table C.4 shows the average number of
incontinent episodes per week, incontinent
days per week, and urgent incontinent
episodes per week as reported by patients at
baseline and at 12-months post implant, using
the same two kinds of analysis (Modified
Worst-Case Analysis and Completers
Analysis). With the modified worst-case
analysis, on average the number of
incontinent episodes per week decreased
from 9.4 at baseline to 3.1 at 12-months. With
the completers analysis, on average the
number of incontinent episodes per week —|—
decreased from 9.2 at baseline to 1.9 at 12-
months.

Clinical triall results Appendix C
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Internal Anal Sphincter (IAS) Defect

The presence of an Internal Anal Sphincter
(IAS) defect often implies that an obstetric tear
has extended through the external anal
sphincter (EAS) to involve the IAS. A
disruption of the IAS may indicate a more
severe injury. The success rate (proportion of
patients reporting a 50% or greater
improvement in incontinent episodes per
week) among the 20 patients with an IAS
defect was 65%, compared to 87% among the
86 patients without an 1AS defect. This
suggests that the presence of an IAS defect ~|—

~ may be associated with reduced success;
nonetheless, more than half of the patients
(65%) with severe sphincter defect were still
able to demonstrate effectiveness with the
InterStim system.

Improvement in Quality of Life

Patients implanted with the InterStim system
reported improvements in various aspects of
their quality of life including lifestyle, coping/
behavior, depression/self-perception, and
embarrassment, at 12 months post implant.

Clinical trial results Appendix C
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Patient perception of their bowel health, on
average, doubled from baseline to a more
favorable state at 12 months. Additionally, the
leakage of gas, mucus, liquid and solid stool
showed a significant decrease at 12 months.
Use of minipads/panty liners and-other forms
of protective undergarment was significantly
reduced during the follow-up period.

Reported adverse events _
In this trial, 88 (73%) patients reported

problems with the therapy. Problems ranged S

_|_ from minor concerns such as skin irritation to +
major concerns such as pain, infection, or
device problems.

The majority of these adverse events resolved
spontaneously, with medications, or with
reprogramming.

* Implant site pain in 31 patients (25.8%)
» Tingling/numbness in 15 patients (12.5%)

 Implant site infection in 13 patients
(10.8%)
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» Change in sensation of stimulation in 10
patients (8.3%)

* Urinary incontinence in 8 patients (6.7%)
* Diarrhea in 6 patients (5.0%)

* Adverse events reported in less than 5%
of patients’

! The following adverse events were reported in 5 patients per event

(4.2%): constipation, neurostimulator programming error, pain, pain

in limbs, and urinary tract infection. The following adverse events

were reported in 4 patients per event {3.3%): back pain, buttock

pain, anal pain, fiuid around neurostimulater, and urinary retention.

The following adverse events were reported in 3 patients per event ~|>
(2.5%): pain around the tailbone, urge to empty bowel, erosion of the -

neurostimulator through the skin, incontinence, lead migration/
dislodgment, neurostimulator battery depietion, skin irritation,
therapeutic product ineffective, and urinary tract disorder, The
following adverse events were reported in 2 patients per event
(1.7%): inflammation of the bladder, redness under the skin, broken
lead, frequent or urgent urination, muscle spasms, neurostimulator
migration, pelvic pain, frequent daytime urination, and opening of the
wound. The following adverse events were reported in 1 patient per
event (0.8%); abdominal pain, abnormal feces, anal discomfort, anal
disorder, joint pain, joint inflarnmation, chest pain, depression, skin
infection, device malfunction, bruising, broken lead extension,
hardening of feces, gas, frequent bowe! movements, abdominal
disorder, abdominal motility disorder, itching of female genitalia,
hematoma, headache, lead electrical resistance, loss of sensitivity
to pain or touch, discharge, fluid collection around neurostimultator,
redness at Implant site, implant site imitation, implant site swelling,
incision site complication, difficulty falling or staying asleep, nausea,
fever, ragh, anal discharge, pain above tailbone, lower back/leg pain,
paininmale genitalia, sensation of heaviness, sensary disturbance,
tendemess, toe deformity, vaginal pain, vomiting, vaginal
discomfort, wound, wound complication, painftingling, and tingling.

Clinical trial results Appendix C
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Out of 120 patients implanted with the
InterStim system, 22 had at least one surgical
revision or replacement. The cumulative
probability of a patient needing surgical
revision (including device replacement) was
10% at 12 months and 17% at 24 months.
There were 3 deaths in the study, none of
which were device related.

In addition to the risks normally associated
with surgery, implantation, or use of a
neurostimulator system includes, but is not
limited to, the following risks:

« Wound infection
* Lead dislodgment/migration

» Adverse change in bowel or urinary
function

* Neurostimulator movement

» Temporary change in sensation

* Erosion of the device through the skin
* Pain at implant site
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Index
A

After surgery
Activity level 68
Follow-up appointments 6
Incision site 68 '
Patient identification card 69
Repositioning neurostimulator 69
Repositioning or replacing lead 69
Stimulation on 67
When to turn off stimulation 68

B

Baths and showers 60

Benign prostatic hypertrophy 59 —|-—
Bone growth stimulators 81

C

Cancer 59
Cardioversion 96
Cell phones 87
Clinical trial
Retention 117
Urge incontinence 116
Urgency-frequency 117
Contacting Medtronic 3

D

Daily activities to avoid 73
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Defibrillation 96

Defibrillators 80

Dental drills 81

Dentist 25

Diathermy 94

Driving a car 59

E

Electrocautery 80, 97

Electrolysis 81, 104

Electromagnetic interference (EM!} 84
EMI-related warnings and effects 102

H

High altitude activities precaution 76
‘l’ High-output ultrasonics 99 -Jr
Hyperbaric chamber precaution 76

Implant procedure
Stimulation 66
Surgery risks 66

L
Laser procedures 81, 104
Lithotripsy 80, 99

M
Magnetic resonance imaging (MRI) 80, 99
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Medtronic InterStim Therapy for Urinary Control
About 33
Daily activities post implant 72
Electromagnetic interference post implant 72
Living with your system 71
Medical procedures post implant 72
Retention 36
Urge incontinence 36
Urgency-frequency 36

Medtronic InterStim Therapy Patient Programmer
25

Medtronic Patient Services 3

Medtronic websites 3

Microwave ablation 80, 101

N
Neurostimulator —|_
Avoid rubbing implant site 73
Electromagnetic interference (EMI) 84
Reduce electromagnetic interference (EMI)
exposure 84
Neurostimulator battery 30-31
Longevity 30
Low power 31

P

Patient identification card 69
Replace card 70

Physical activity 60

Index
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Post implant
Electromagnetic interference (EMI} 81
Medical precautions overview 77
Precautionary medical procedures overview 79
Prohibited medical procedures 79
‘Recreational activity guidelines 75
System complications 77

Post implant activities
Continue 75

Power tools 59, 87

Prohibited medical procedures
Diathermy 79

Psychotherapeutic procedures 81, 106

R

+ Radiation therapy 80, 104 +
Radio-frequency (RF) 80, 101

S

Safety information
Car or power tool use warning 59
Mechanical obstruction warning 59

Scuba diving precaution 76

Security gates 88

Sexual activity 60, 64, 75

Skiing precaution 76

Skydiving precaution 76
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Stimulation 62, 67
Activities to avoid post implant 73
Posture changes 63
Posture changes post implant 73
Test stimulator 62

Surgery risks 66
Medications 66

Symptom control
Adjust stimulation 67
Medtronic InterStim Therapy Patient
Programmer 67

System complications -
Lead connections 78
Lead fracture 78
Lead or neurostimulator movement 78
Other implanted devices 79
System stops working 78
Undesirable stimulation 78

T

Test stimulation
About 53
Affect on long-term condition 63
Common question 62
Operating the test stimulator 57
Result 61
Sexual activity 64
Test stimulation period 53
Guidelines 42-43
Bladder emptying 42
Holding urine 42

Index
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Liquid intake 42
Voiding diary 43
Precaution 59
Voiding diary 57
Warning 59
Test stimulation period guideline
Bladder emptying 43
Test stimulation procedure
About 53, 55
Stimulation on 55
Test stimulator 54
Test stimulation system
Test stimulation lead 54
Test stimulator 54
Test stimulator 62
Battery life 64
Replace battery 64
Theft detectors 88
Therapeutic ultrasound 94
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Transcutaneous electrical nerve stimulation

(TENS) 81, 105

Turning your therapy stimulation on 67

U
Ultrasound 80, 106
Urethral stricture 59
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Urinary system
Bladder 34
Kidney 34
Sacral nerve 35
Ureter 34
Urethra 34
Urine 34

Vv
Vaiding diary 57
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